Comparison of optical coherence tomography angiography and narrow-band imaging using a bimodal endoscope

Lara M. Wurster
Simon Kretschmer
Jan Jäger
Fabian Placzek
Laurin Ginner
Wolfgang Drexler
Çağlar Ataman
Rainer A. Leitgeb
Hans Zappe
Comparison of optical coherence tomography angiography and narrow-band imaging using a bimodal endoscope

Lara M. Wurster, a, b Simon Kretschmer, c Jan Jäger, c Fabian Placzek, a Laurin Ginner, a, b Wolfgang Drexler, a Çaglar Ataman, c Rainer A. Leitgeb, a, b, * and Hans Zappe c

aMedical University of Vienna, Center for Medical Physics and Biomedical Engineering, Vienna, Austria
bMedical University of Vienna, Christian Doppler Laboratory for Innovative Optical Imaging and Its Translation to Medicine, Vienna, Austria
cUniversity of Freiburg, Gisela and Erwin Sick Chair of Micro-optics, Department of Microsystems Engineering, Freiburg, Germany

Abstract. We present coregistered images of tissue vasculature that allow a direct comparison between the performance of narrow-band imaging (NBI) and optical coherence tomography angiography (OCTA). Images were generated with a bimodal endomicroscope having a size of \(15 \times 2.4 \times 3.3\) mm\(^3\) \((l, w, h)\) that combines two imaging channels. The white light imaging channel was used to perform NBI, the current gold standard for endoscopic visualization of vessels. The second channel allowed the simultaneous acquisition of optical coherence tomography (OCT) and OCTA images, enabling a three-dimensional (3-D) visualization of morphological as well as functional tissue information. In order to obtain 3-D OCT images scanning of the light-transmitting fiber was implemented by a small piezoelectric tube. A field of view of \(\sim 1.1\) mm was achieved for both modalities. Under the assumption that OCTA can address current limitations of NBI, their performance was studied and compared during in vivo experiments. The preliminary results show the potential of OCT regarding an improved visualization and localization of vessel beds, which can be beneficial for diagnosis of pathological conditions.

Keywords: optical coherence tomography; endoscopy; angiography; narrow-band imaging.

Paper 190195SSR received Jun. 11, 2019; accepted for publication Aug. 22, 2019; published online Sep. 27, 2019.

1 Introduction

The current gold standard for endoscopic visualization of vessel networks is narrow-band imaging (NBI), which requires the integration of a filter in a standard commercially available white-light endoscope. The method was developed in 1999 and first described in 2001 for gastrointestinal applications. \(^1\) The usage of a filter narrows down the bandwidth of the transmitted white light to a certain wavelength region. \(^2\) Most commonly, wavelengths around 415 nm (blue) or 540 nm (green) are chosen since these wavelengths correspond to the hemoglobin absorption band. \(^3\) Consequently, light is absorbed by the blood running through the vessels and the contrast between the mucosal layer and vasculature is enhanced. Choosing a longer wavelength will lead to an increased penetration depth inside the tissue and therefore enables visualization of slightly deeper located vessels. A change from 415 to 540 nm, for example, has an increased penetration depth of 70 \(\mu\)m (240 \(\mu\)m, compared to 170 \(\mu\)m). \(^4\) This technique has been successfully applied in various endoscopic applications and shows improvement compared to conventional endoscopy in terms of visualization of cancer lesions and differentiation between neoplasia and non-neoplasia. \(^5\) NBI hence has been reported to improve diagnostic capabilities for application in several fields, such as diagnosis of Barrett’s esophagus, \(^6\) detection of colorectal lesions, \(^7\) and improved visualization of gastric cancer. \(^8\)

Despite its diagnostic potential and relative simplicity in implementation, NBI has certain limitations and cannot provide sufficient information in order to replace conventional histopathology. \(^9\) The foremost of these are its limited resolution and restricted penetration depth, which only allows the visualization of superficial vessel networks. \(^6\) Furthermore, the view on the organ wall can occasionally be obscured by tissue residuals or blood. \(^7\) These limitations can potentially be addressed by a different imaging method—optical coherence tomography (OCT). OCT is a noninvasive imaging technique that provides cross-sectional images of tissue sites at a micrometer resolution up to a depth of \(\sim 1.5\) mm. \(^5\) By scanning a near-infrared beam over a two-dimensional field of view, three-dimensional (3-D) OCT volumes of the tissue of interest are acquired. Besides its well-established use in ophthalmology, \(^9\) OCT has also proven to be successful in endoscopic applications in cardiology, \(^10\) gastroenterology, \(^11\) and urology. \(^12\) In addition to the 3-D morphological information, OCT can also provide functional information about moving particles, such as blood cells, in parallel and allows the visualization of microvasculature. This label-free functional extension of OCT is referred to as optical coherence tomography angiography (OCTA). In order to perform OCTA, no hardware changes are necessary: a mere modification of the scanning protocol and a few additional steps during data post-processing are sufficient. \(^13,14\) Commonly used in ophthalmic examinations of the eye or dermatology, \(^15\) the ability of OCTA to image vasculature of inner organs has also been demonstrated endoscopically. \(^6,7,16\) Here, OCTA has the potential to penetrate deeper compared to NBI to image vessels that are located up to \(\sim 1.2\) mm deep inside the tissue. \(^16\)

In general, radially scanning probes are used to image tubular organs, where the scanning is performed either by a DC motor or a rotating fiber. Forward-looking variants, on the other hand, are...
similar to standard white light endoscopes in imaging direction, and are used to image hollow organs, e.g., the bladder. For this class of endoscopic OCT imager, the most common scanning method is a resonant fiber cantilever driven by a tubular piezoelectric actuator. To summarize, it can be said that OCT, especially in combination with OCTA, can provide improvements regarding the aforementioned drawbacks of NBI: (i) OCTA can visualize sub-surface microvasculature, (ii) OCTA can provide volumetric 3-D datasets and therefore information about the depth location of vessels, and (iii) OCT and OCTA volume images can be merged to simultaneously display morphological as well as functional in depth information.

In this paper, we use a bimodal forward imaging probe as a tool to compare the performance of NBI and OCTA. This bimodal probe incorporates one imaging channel for full-field white light imaging (WLI) and one for 3-D OCT imaging. Consequently, the probe can be used to combine imaging technologies that complement each other. Additionally, as presented in this paper, it allows a direct comparison between NBI and OCTA by the acquisition of coregistered images. For the first demonstration of feasibility, we chose to image tissue sites that are easily accessible from the outside but lined with mucosa, as are internal organs, and selected the buccal mucosa as the tissue of interest. NBI was performed by using a ring with several green light-emitting diodes (LEDs) and OCT, OCTA and NBI images of the buccal mucosa are presented.

2 Methods

For OCT imaging, an akinetic tunable light source from Insight Photonic Solutions was used during the experiments. This light source offers a center wavelength of 1300 nm, bandwidth of 90 nm, and was operated at a sweep repetition rate of \(173 \text{ kHz}\). The output power of the source was \(42 \text{ mW}\), whereas \(14 \text{ mW}\) power was incident on the sample using the OCT system configuration presented in Fig. 1(a). The OCT system furthermore featured an axial resolution of 12 \(\mu\text{m}\). For OCT, scanning is performed by applying voltage to the four radial electrodes of the piezoelectric tube (PI Ceramics GmbH) that drives an attached single-mode fiber in a resonant spiral scan pattern. In terms of the optical design, the OCT beam is first collimated by a GRIN lens [GRINTECH GT-LFRL-035-025-20-NC (1550), 350 \(\mu\text{m}\) diameter] that is glued to the fiber tip. Consequently, the beam is deviated by a small micro prism (Optikron GmbH) to be recombined with the white light channel at a dichroic beam splitter and later focused by an objective lens. In the white light channel, a symmetrical microscope has been built by two planoconvex lenses. The optics were designed in order to provide a maximum field of view (FOV) of 1.2 mm and working distance of 6.5 mm for both beam paths. The lateral resolution of both modalities was measured using the knife-edge method and a resolution of 43.5 and 9.7 \(\mu\text{m}\) was determined for the OCT and WLI beam path, respectively.

Both channels are encapsulated in a glass package with outer dimensions of 15 \(\times 2.4 \times 3.3\) mm³. The glass housing was manufactured by LightFab GmbH using a microstructuring process providing a precision of \(\pm 5 \mu\text{m}\). In order to avoid any incoming stray light, the housing was covered with an opaque iridium oxide coating, as can be seen in Fig. 1(c).

For the acquisition of OCTA images, the piezoelectric tube was driven at an actuation frequency of 71.4 Hz at maximum voltage amplitude of 42.8 V to perform a spiral scan pattern with the fiber, and the circular FOV of the image was measured to be 1.146 mm in diameter. Before each measurement, a calibration of the piezo scanner was carried out to choose the best parameters for an optimum circular scan pattern. Additionally, during this step a look-up table was stored, that was later used to...

---

![Fig. 1](image-url)
reconstruct a 3-D OCT image. OCTA imaging was performed by choosing a volume rate of 0.2 Hz, but data acquisition took only place during the growing spiral scan pattern. Consequently, 1785 circular scans were obtained during one growing spiral scan in 2.5 s. This volume rate was chosen to achieve a small pitch between circular scans in order to improve the detection of signal fluctuations for OCTA. Consequently, the variance of consecutive circular scans (B-Scans) was calculated to enhance motion contrast of moving blood cells.

For imaging of inner organs, the probe is intended to be used in combination with a standard endoscope by passing it through the working channel. Therefore, the light delivery system of the endoscope can at the same time be used to illuminate the sample to perform WLI or NBI with the bimodal endoscope. During our experiments, we used the bimodal probe as stand-alone component. In order to perform NBI, a ring of 16 LEDs (Lumex Standard LEDs, SSL-LX3044PGD) was built. By placing this ring around the probe head, the tissue of interest was illuminated with green diffuse light. For the acquisition of images both, the probe and the LED ring were attached to a holder mounted onto an optical table. Obviously, this configuration does not allow an acquisition of narrow-band images of inner organs. Hence, as a tissue of interest, the buccal oral mucosa was chosen, since the tissue composition in this area is similar to the tissue of inner organs. Measurements were performed by capturing NBI images while the OCTA data acquisition was running in parallel. Due to the relatively small depth of field of the WLI channel of 0.5 mm, the head of the healthy volunteer had to be placed carefully at the required distance to the distal probe head in order to obtain images in focus. Therefore, a chin rest was used to stabilize the head during the measurement procedure to meet the respective distance criteria. In addition, the chin rest also reduced subject motion during the measurement and minimized motion artifacts in acquired images.

3 Results and Discussion

Figure 2 shows different representations of images of the buccal mucosa acquired with the bimodal endoscope and for correlation a schematic drawing of the buccal mucosa’s anatomy. Informed consent from the healthy volunteer was obtained prior to the measurements, and the study was in agreement with the tenets of the Declaration of Helsinki and approved by the institutional ethics committee.

The OCTA image [Fig. 2(a)] and narrow-band image [Fig. 2(b)] allow a direct comparison between both methods. It should be noted that a slight displacement between the
FOV of both imaging modalities is present [see white dotted box in Fig. 2(a)]. This was possibly caused by a design artifact in the glass housing or misalignment of the optics. Figures 2(a) and 2(c) were generated by an en-face projection of multiple slices of the OCTA data set over a depth of ~244 μm, starting from ~200 μm below the tissue surface until a depth of ~444 μm. As exemplary pointed out by the red arrow, the same vessel branches are visible in the OCTA as well as narrow-band image. Figure 2(c) shows a depth color-coded projection image to visualize the different depth location of the vessels. As pointed out by the white arrow, some deeper located vessel structures can only be visualized by OCTA due to the limited penetration depth of NBI. The 3-D information is appreciated by for example observing smaller vessels and capillaries crossing above deeper large vessels, marked by the cyan arrows in Fig. 2(c). A merged 3-D image representing OCT as well as OCTA data is presented in Fig. 2(d) correlating the morphological and function tissue information. This figure provides information about vessels and their location in depth in addition to morphological tissue information in 3-D. For further visualization, one single tomogram was chosen in Fig. 2(e) to present the structural information about the different tissue layers in addition to the depth localization of the vessels. The tissue layers can here also be correlated to the known anatomy of the nonkeratinized buccal mucosa.

Especially, the localization of larger vessel beds has proven to be significant in discrimination between different pathological conditions. However, it should be pointed out that, despite the significant higher resolution of the white-light imaging channel, OCTA enables the visualization of small microvessels. Given by the imaging principle of OCTA, even vessels whose size falls below the resolution limit can be detected. Furthermore, an endoscopic probe for OCTA has also been presented with increased lateral resolution when using a different optical design.

As an example of a pathological condition where OCT in combination with OCTA can be beneficial, an application in urology can be referenced. Although not yet standardized, several reports showed the clinical relevance of a substaging of tumor stage T1 into T1a and T1b for an improved diagnosis of bladder cancer. T1a is associated with a tumor grow into the lamina propria but without penetrating the lamina muscularis mucosa (LMM), a thin layer consisting of vessels, nerve tissue, and muscles. In case of T1a stage, the bladder will not be removed. However, once the tumor grows into or beyond the LMM, tumor stage is referred to as T1b, a more aggressive type of tumor, and it is recommended to perform a cystectomy. OCT in combination with OCTA can in this situation provide a tool to distinguish between the different cancer stages by visualizing the LMM with its associated vasculature by OCTA while detecting the depth of the tumor with OCT. Several studies performed with NBI also in other organs stress the importance of visualizing the vasculature, as the structure is strongly altered in case of tumors due to the chaotic neovascular growth. However, the contrast for deeper vasculature in the submucosa is critically reduced due to the stronger scattering and absorption at the short wavelengths of NBI and can only be accessed after peeling of superficial layers. OCT and OCTA on the other hand operate at longer wavelengths and exhibit an efficient scattering suppression due to the combined confocal and coherency gating.

Still, some drawbacks of using OCTA instead of NBI should be considered: NBI is a very simple and easy to handle technique that does not require additional equipment apart from a filter. To perform OCTA on the other hand a rather complex OCT system and computational effort is required. Additionally, the FOV of current endoscopes is usually limited to a little more than 1 mm in diameter, whereas WLI endoscopes provide a much larger view on the organ. Furthermore, OCTA is very sensitive to motion. When using this probe in a more realistic setup as a handheld probe, the working distance of 6.5 mm and the relatively slow volume rate of would certainly result in significant motion artifacts that would strongly affect the quality of OCT and OCTA. Alternatively, MHz endoscopic imaging has been shown recently, with high volume rates, that could easily avoid the deleterious effect of motion on OCT and OCTA. On the other hand, long working distances can be avoided by designing the optics such that the probe stays in contact with the tissue as has been demonstrated in Ref. 16.

4 Conclusion

In conclusion, we were able to perform a preliminary study for comparison of endoscopic OCT and OCTA. Therefore, a bimodal endoscope that allowed simultaneous acquisition of OCT/OCTA and narrow-band images was used to obtain coregistered images of the microvasculature of the buccal mucosa. Furthermore, a cross-sectional overlay image was correlated with the known structure of the buccal mucosa. The obtained results demonstrate that endoscopic OCT and OCTA are able to visualize tissue structure and function in 3-D with quantitative information about the depth location of specific vascular structures that might enhance current diagnostic capabilities of video endoscopy. The information on the invasiveness of malignant tissue or depth of suspicious lesions is expected to improve the early detection and stage assessment of malignant diseases of inner organs. This has an important impact on further treatment decisions. In order to promote improvements regarding the diagnostic capabilities of OCT, further validation in future studies is needed by imaging specific inner organs with deeper located microvasculature.

Disclosures

The authors declare that there are no conflicts of interest related to this article.

Acknowledgments

The authors acknowledge financial support from the European Union’s Horizon 2020 research and innovation programme (MIB, contract No. 667933), and under the Marie Skłodowska-Curie grant agreement No. 721766, the Austrian Federal Ministry for Digital and Economic Affairs and the National Foundation for Research, Technology and Development. Furthermore, we want to thank Andreas Hodul and Franz Beck from the workshop who developed the LED ring and Gregers Hermann from RegionH, Denmark, for his input regarding a medical application of OCT/OCTA in urology. In addition, we would like to thank Andreas Wartak, Marco Augustin, Bernhard Baumann, Danielle J. Harper, Pablo Eugui, Antonia Lichtenegger, Elisabet Rank, and Mikael Erkkilä for helpful discussions and assistance.

References


Lara M. Wurster has received her BSc and MSc degrees in biomedical engineering from the University of Luebeck, Germany. Currently, she is enrolled as a doctoral student in medical physics at the Center for Medical Physics and Biomedical Engineering at the Medical University of Vienna, Austria. Her research mainly focuses on the design and development of endoscope probes for OCT imaging of internal organs.

Simon Kretschmer studied Microsystems engineering from University of Freiburg with a focus on electrical and optical engineering. He earned his PhD at the Gisela and Erwin Sick Chair of micro-optics, with a focus on the development of new concepts for multimodal endoscopic probes for in-situ tissue inspection.

Jan Jäger finished the apprenticeship as an Electronics Technician for Automation Technology, in 2010 and began his studies in micro-systems engineering from University of Freiburg, in 2012. He got his BSc degree in 2015 and his MSc degree in 2018. Currently, he is a research engineer in the industry, working towards bringing new optical measurement systems into clinical operating area.

Fabian Placzek received his bachelor’s and master’s degree in physics from University of Hanover, in Germany. He is specialized in laser development and biomedical optics. During the undergraduate studies he gained experience in OCT and phase-stabilization of high-power laser oscillators. Since 2017 he has joined the group of R. A. Leitgeb at the Center for Medical Physics and Biomedical Optics at the Medical University of Vienna with focus on multimodal endoscope development.

Laurin Ginner received his master in technical physics from the Technical University, in Vienna, and PhD in medical physics from the Medical University of Vienna. He is currently Post Doc at the Center of Medical Physics and Biomedical Engineering at the Medical University of Vienna, specializing on parallel optical coherence tomography with digital aberration correction, as well as on functional imaging in medicine.

Wolfgang Drexler is a full professor and the head of the Center for Medical Physics and Biomedical Engineering at the Medical University of Vienna, Austria. He spent two years at the MIT, Cambridge, United States, received the Austrian START Award (2007) and the COGAN Award (2007), published more than 200 publications, more than 20000 citations, has an h-index of 69, gave more than 250 invited/keynote talks and accomplished € 16 million research grant income since 2000.

 Çağlar Ataman earned his BSc degree at Bilkent University in 2002, and MSc and PhD degrees from Koç University in 2004 and 2008, respectively. He worked at EPFL, Switzerland, from 2008 to 2012, and joined the Department of Microsystems Engineering at the University of Freiburg, in 2012 as a senior scientist. His current research focuses on active micro-optics for multimodal endomicroscopy, adaptive optics, integrated sensing, and adaptive imaging.

Rainer A. Leitgeb earned his PhD at the TU Vienna, Austria, in theoretical physics. He is a professor and head of the Christian Doppler Laboratory OPTRAMED at the Medical University of Vienna. He spent three years as visiting professor at EPFL Lausanne, Switzerland, is a fellow of SPIE and OSA, and has authored more than 200 publications including book chapters and patents. His research focuses on functional and multimodal biomedical optical imaging and its translation to medicine.

Hans Zappe earned bachelor’s and master’s degrees at MIT in 1983 and his PhD from the University of California, Berkeley, in 1989, all in electrical engineering. He has worked at IBM (USA), the Fraunhofer Institute for Applied Solid State Physics (Germany) and the Centre Suisse d’Electronique et de Microtechnique (Switzerland), he joined the Department of Microsystems Engineering at the University of Freiburg, in 2000.