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ABSTRACT  

Early diagnosis of ear disorders is difficult in part because patients do not seek out an otologist until they have significant 
hearing loss. Early detection could happen in the primary care provider’s office, however the sensitivity of an otoscopic 
examination by a primary care provider during an annual physical is very low. On the other hand, Optical Coherence 
Tomography (OCT) imaging of the tympanic membrane and middle ear can provide detailed volumetric images of the 
structure and function. These detailed images can form the basis for an approach for finding early signs of ear disease. Our 
hypothesis is that asymmetry between the ears could be used for early diagnosis.  

In order to test this, we need to understand the naturally occurring asymmetry in healthy volunteers. We have collected 
volumetric OCT images from 8 healthy subjects using a hand-held otoscopic OCT system. As part of a registration 
algorithm, we crop and down sample the data before finding the transformation matrix that registers the volumes. This 
matrix is then used to register the original volumes. Then the quantitative analysis of the symmetry between the left and 
right ears was applied through the similarity coefficient and overall, the left and right ears similarity of 8 healthy subjects 
has a mean of 0.7892, and a standard deviation of 0.0186.  

From a scientific perspective, this is the first quantitative measure of how symmetric the right and left ears are in humans. 
From a diagnostic perspective, this approach could provide a simple method to find early signs of ear disease.  

Keywords: optical coherence tomography, otology, registration, symmetry, quantitative analysis 
 

1. INTRODUCTION  
Early diagnosis of ear disorders is important to prevent patients from developing significant hearing loss 1. However, the 
traditional otoscope and surgical microscope have several weaknesses, even though they are essential visualization tools 
for the otolaryngologist 2. Usually, otoscopy can provide visualization of just the lateral surface of the tympanic membrane 
(TM). Deeper middle ear (ME) structures, such as the stapes, are not detected, making the diagnosis less accurate 3.Some 
auxiliary tools, such as computed tomography (CT) and magnetic resonance imaging (MRI), are currently used for 
pathological examination of ME 4. Even though CT performs excellently on bone abnormalities, it performs poorly on soft 
tissue differences and carries the risk of radiation exposure. MRI is suitable for soft tissue examination, but the spatial 
resolution is insufficient to clearly visualize ME and is not suitable for patients with metallic implants.  

OCT is a non-invasive imaging technique that allows real-time, high-resolution imaging of microstructures and has been 
widely used in ophthalmology 5, 6. In otology, OCT also has been proved to have the potential to apply to the clinic, 
especially in TM and ME, with the advantage of imaging resolution and depth 7-11.  Equipped with the handheld otologic 
probe, OCT enables imaging of ear anatomy in humans 2. OCT imaging of the TM has been used for diagnosis of otitis 
media (OM), where chronic OM can be diagnosed by the detection of biofilm behind the TM 12, 13. In addition, the previous 
studies have been demonstrated TM thickness is a proposed metric to differentiate normal, chronic and acute otitis media 
infections 14, 15. Using OCT to detect middle ear effusions was achieved with a high accuracy of 90.6% 16.  Additionally, 
important progress has been made in the adaptation of OCT to differentiate cholesteatoma from normal ME mucosa 17.  
Although OCT has been widely used to study of TM and ME, there are no comprehensive evaluation parameters to support 
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the quantitative study of ear anatomy, which is very important for further implementation of quantitative pathological 
diagnosis. 

In addition, the knowledge of ear symmetry is crucial for assessing the structural development of children's ears, evaluating 
early otologic lesions and even for the design of hearing aid instruments.  Fu et al. evaluated the morphological variations 
of the entire three dimensional (3D) external ear with a parameterized 3D ear modelling 18. Claes et al. investigated the 
matching symmetry in anatomical substructures of the human pinnae by using 3D spatially dense geometric morphometrics, 
which have important implications on ear recognition and sound localization19. While the studies in external ear 
dimensions, position and symmetry have been reported, the symmetry on middle ear has not been studied so far 20-22. 

To provide a simple method to investigate early signs of ear disease, in this paper, we performed quantitative analysis of 
the left and right ears symmetry where the 3D datasets were registered after being acquired by a customized handheld 
otologic OCT system.  

 

2. METHODS 
2.1 Hand-held otoscopic OCT system and data correction 

A customized hand-held OCT system was developed for middle ear imaging. The swept source has a central 
wavelength of 1310 nm, a bandwidth of 39 nm, and a sweep rate of 200KHz, which can achieve rapid scanning of 
middle ear morphological structures in clinical practice. The system integrates a small visible light CMOS sensor and 
is therefore capable of simultaneous OCT scanning and otoscope imaging.   

A total of eight healthy subjects' ears were imaged by our handheld otology OCT system, with multiple OCT 
volumetric data collected for each subject. Thanks to the integrated live video sensor, the scanning position can be 
easily located, and the corresponding middle ear structures can be clearly observed in the OCT images. Total imaging 
time was less than 5 minutes per ear. 
 

2.2 3D Registration 

To achieve quantitative symmetry analysis of the left and right ears, image registration must first be performed. 
Considering the differences in the position and angle of the handheld probe during the imaging process, registration 
based on 3D OCT images is necessary. As shown in Fig. 1, according to the chiral structure of the left and right ears, 
the OCT volumetric data of the left ear is first flipped left and right. To reduce registration time and improve 
registration accuracy, image cropping is applied to remove redundant background. Further, in order to speed up the 
registration process, the left and right ear data are down sampled. Depending on the data size and registration accuracy 
requirements, an appropriate down sampling rate can be selected. In this paper, 4x down sampling is applied by 
balancing registration accuracy and time. The preprocessed data is used for 3D data registration. 

Here, according to our application scenario, an OCT volumetric data registration method based on multiple 2D images 
is applied. As mentioned above, to reduce the difference in imaging position and angle, the enface images (XY plane) 
of the left and right ear data are first registered. Then, two separate registrations are performed in the XZ plane and 
the YZ plane. The three transformation matrices obtained are then combined into the final transformation matrix. By 
applying it to the original volumetric data, the final registration result is obtained.  

 
Figure 1. Working flow of the left and right ears registration.  
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2.3 Symmetry analysis 

A measurement method based on DICE similarity coefficient (DSC) is used to evaluate the symmetry of the left and right 
ears. DSC is a scale in 0 to 1, where a DSC value of 1 indicates the overlap between left and right ears are a perfect match. 
First, each B-scan image pairs are sequentially extracted from the two registered 3D datasets where the B-scan images are 
at the same position of the left and right ears. Then, binarization process is performed to extract the middle ear tissue area 
of image pairs. According to Eq. 1, the DICE coefficient at the same position is calculated as the similarity measurement 
result. Finally, volume symmetry is represented by the overall average of the similarity coefficients of each B-scan. 

𝐷𝐼𝐶𝐸%𝐴!"#$ , 𝐴%&'($( = 	
)(+!"#$	∩+%&'($)
+!"#$∪+%&'($

                 (1) 
Where  𝐴)*+, is the area of one B-scan image in the left ear and 𝐴-./0, is the area of the B-scan image in the corresponding 
position of the right ear. 
 

3. RESULTS 
3.1 OCT images acquired from our otoscopic OCT system 
Otoscope images and corresponding OCT images are shown in Fig. 2. A volume scan is performed after determining the scanning 
position from the otoscope image. The top row shows the camera image, 3D reconstructed OCT images and one B-scan image, from 
the left ear. The bottom row shows the corresponding images of the right ear. The middle ear structures can be clearly observed from 
the OCT images. 

 
Figure 2 Otoscope images and corresponding OCT images obtained from the customized handheld otology OCT system. 

 

3.2 3D registration 

According to the registration process in Section 2.2, the 3D OCT images of the left and right ears were registered. Figure 
3 shows the representative registration results of 3D OCT images of the left and right ears, where the red represents the 
OCT images of the left ear, while the green represents the OCT images of the right ear. Three cross-sections including XZ 
plane, YZ plane and XY plane are shown in Figs. 3 (a)-(c), respectively. Figure 3 (d) shows the 3D reconstructed 
registration results. Qualitatively, OCT images of the left and right ears match well. 
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Figure 3 Registration results of 3D OCT images between the left and right ears. (a) 2D images in XZ plane. (b) 2D images 
in YZ plane. (c) 2D images in XY plane. (d) 3D registration. 

 

3.3 Symmetry results 

After registering the 3D OCT images of the left and right ears, quantitative analysis based on volume similarity was 
performed. Figure 4 shows the left and right ear symmetry results of 8 healthy subjects. Overall, the left and right ears 
similarity of 8 healthy subjects has a mean of 0.7892, and a standard deviation of 0.0186. 

 
Figure 4 Quantitative results between left and right ear symmetry in healthy subjects. 

 

4. DISCUSSION AND CONCLUSION 
Early diagnosis of ear diseases has always been one of the research topics that clinicians and researchers are committed 
to. Inspired by the perfect symmetry of chiral structures, asymmetry between the ears could be used for early diagnosis. 

To the best of our knowledge, it is the first report of symmetry in the middle ear. In this paper, we first used the customized 
handheld otology OCT system combined with a real-time CMOS sensor to image the middle ears of 8 healthy subjects. 
Secondly, in order to compensate for the difference in imaging position and angle of the handheld probe during the imaging 
process, 3D image registration was performed. Then the quantitative analysis of the symmetry between the left and right 
ears was applied through the similarity coefficient and overall, the left and right ears similarity of 8 healthy subjects has a 
mean of 0.7892, and a standard deviation of 0.0186. 
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This study still has some limitations. First, due to the limited imaging range of the scanning probe, it is impossible to image 
the entire TM. In response to this limitation, we are working on OCT volume stitching through multiple scans, aiming to 
achieve complete TM imaging and quantitative analysis. Secondly, the number of subjects involved was limited. In order 
to establish more accurate symmetry evaluation criteria, a larger number of subjects is necessary. 

This work provides a new research direction for the diagnosis of ear diseases, especially early detection, through the 
quantitative evaluation of left and right ear symmetry. In future, we will continue to recruit more patients to evaluate the 
asymmetry of diseased ears. 
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ABSTRACT 

 

Dynamic optical contrast imaging (DOCI) is an imaging method utilizing fluorescence lifetime that our team has 

developed for identification of margins in head & neck mucosal malignancies. In this paper we demonstrate the first 

utilization of DOCI in cutaneous melanoma. We utilized both a 530/30nm band pass filter, as well as a 400nm long pass 

filter to capture the autofluorescence of tissue fluorophores, after excitation with a 365nm wide field LED light source. 

Imaging was captured, processed via an established protocol in MatLab, and regions of interest were compared to 

corresponding histopathology. Patients with biopsy confirmed cutaneous melanoma who were undergoing surgical 

removal of their malignancy were recruited for in-vivo pre-operative DOCI imaging, intraoperative imaging, then ex-vivo 

imaging of the tumor after removal. Patients free of disease with benign moles were also recruited for in-vivo DOCI 

imaging to serve as controls. 11 patients with melanoma and 10 controls were included. DOCI distinguishes between 

melanoma vs. normal surrounding skin (sensitivity=94% specificity=88%, AUC=0.921) as well as benign nevi vs. 

melanoma (sensitivity=100% and specificity=80%, AUC=0.953), posing benefit opportunities for both melanoma 

diagnostics as well as margin determination.  

 

Keywords: melanoma, cutaneous melanoma, margin, nevi, fluorescence lifetime, DOCI, dynamic optical contrast imaging 

 

 

1. INTRODUCTION 

 

The incidence of cutaneous melanoma has continued to rise over the past two decades without a decrease in mortality 

rates, and 97,610 people are expected to be diagnosed with melanoma in 2023.1-3 Melanoma is highly curable in the 

localized stage, thus early detection and complete resection of melanoma remains essential in improving survival.4,5 

However, current methods for skin cancer detection have their limitations despite advancements in medical technology. 

One of the main challenges lies in that visual assessment remains the primary method for the initial detection of melanoma.6 

Providers rely on their expertise and experience to differentiate between benign and malignant skin growths, sending 

suspicious lesions for biopsy. However, this process is subjective and prone to human error, with studies reporting the 

sensitivity of visual diagnosis at 81-100% by dermatologists and 42-100% by general practitioners.7 

  

Additionally, melanoma can be difficult to detect visually using traditional visual heuristics, especially in early stages 

when skin changes may be subtle or in certain subtypes such as amelanotic and nodular melanomas8. Dermoscopy can 

increase sensitivity and accuracy of visual screening by allowing specialists to visualize lesions for atypical dermoscopic 

structures and patterns associated with malignancy, but is likewise subject to human error.9,10 Dermoscopy is usually only 

administered by select trained specialists, such as dermatologists. Additionally, the presence of other skin conditions and 

anatomical factors can sometimes obscure or mimic signs of skin cancer, further complicating the diagnostic process.11,12 
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Obtaining clear surgical margins in melanoma resection significantly reduces recurrence and risk of metastasis.13,14 

However unlike in squamous or basal cell carcinomas, Mohs micrographic surgery is less reliable for melanoma resection, 

as melanocytes can be altered or obscured in frozen sections.15-17 Consequently, wide local excision with permanent 

sections is often employed, a process that may take 1-2 weeks for pathology results. Even then, up to 23% of resected 

melanomas in the head and neck region return with positive margins, compared to less than 7% in the trunk and proximal 

extremities.18 This likely stems from non-compliance with recommended excision margins in hopes of preserving 

functionality and cosmetic appearance. Thus, a method to assess intraoperative margins would greatly assist surgeons in 

ensuring complete resection without excessive tissue removal. 

 

Dynamic optical contrast imaging (DOCI) is an imaging modality that our group has developed and utilized for 

identification of margins in head & neck mucosal malignancies, as well as vocal cord scarring and parathyroid adenoma.19-

22 DOCI utilizes a pulsed, ultraviolet light to excite endogenous fluorophores, capturing the natural autofluorescence of 

tissues in-vivo and ex-vivo. Temporal fluorescence decay differs between tissue types, including malignant and benign 

tissue. By comparing the fluorescence decay between the excitation and emission states, DOCI generates a spatial map of 

tissue autofluorescence without the use of complicated algorithms or lengthy image acquisition times, allowing for real-

time expedient clinical use.23 Our team has developed a portable DOCI technique that obtains images in the operating 

room (OR), in-vivo and ex-vivo, with an imaging time of less than 1 minute. 

 

In this study, we demonstrate the multifaceted utilities of DOCI in cutaneous melanoma: for detection of melanoma 

compared to benign nevi and surrounding tissue, as well as intraoperative identification of positive margins in patients 

undergoing surgical excision. In doing so, our group hopes to improve accuracy and accessibility of melanoma screening, 

while improving survival and quality of life – paving the way for advanced precision surgery in all patients with cutaneous 

melanoma.  

 

2. METHODS 

 

IRB approval was obtained for this study. Adult patients with biopsy-confirmed cutaneous melanoma in the head and neck 

region, who were to undergo surgical excision, were recruited for this study. These patients were brought to the OR, and 

the melanoma lesion was identified by the surgeon. The area around the melanoma was shaven and gently cleaned with 

alcohol swabs, then let dry. The DOCI machine was then utilized to obtain in-vivo images of the lesion and surrounding 

skin in the OR, prior to excision of the lesion. Red Green Blue (RGB) photos were also obtained at this time for image 

mapping and comparison. The melanoma tumors were surgically excised via wide local excision according to clinical 

standard of care. After the specimen was removed, DOCI images were obtained of the gross ex-vivo specimen on the 

external skin side, as well as the internal underside of the specimen. Additionally, healthy volunteers with no known history 

of cutaneous malignancy were recruited for the study. Cutaneous nevi of the volunteers were DOCI imaged in-vivo, along 

with RGB imaging for comparison. These benign cutaneous lesions were not surgically removed.  

 

Filters of the DOCI device are grouped into different channels based on the range of wavelengths detected with that specific 

filter, and 5 distinct channels were used to capture DOCI values for each specimen. Channel 5 represents a 580/30nm band 

pass filter (BPF) and has been utilized in previous studies for identification of mucosal malignancies, thus Channel 5 was 

explored for detection of melanoma in this study. Upon exploratory data collection, Channel 1 was also found to be useful 

for examination of melanotic lesions. Channel 1 represents a long pass filter (LPF) at 400nm. Both Channel 1 and Channel 

5 were investigated as potential filters for identification of melanoma. However, example images in this study are 

demonstrated utilizing Channel 1 due to slightly improved visual contrast seen in Channel 1 on preliminary exploration. 

Post-processing of the images was performed in MatLab based on prior defined DOCI protocols developed by our 

laboratory, and includes intensity filtering. K-space clustering (3 clusters) was performed, which groups statistically 
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similar pixels of images together delineating optical differences. This technique assigns a false color to each of the pixel 

groupings for discrimination purposes. Regions of interest (ROI) were identified on RGB images via two separate clinician 

reviewers. One patient was excluded from analysis due to poor image quality. 

 

Statistical analyses included univariate logistic regression for comparisons of DOCI values between patients with 

melanoma vs. nevus, as well as paired t-test for skin vs. melanoma within-subject. Receiver operator curve (ROC) models 

were constructed to predict detection of melanoma via DOCI, when compared to both surrounding skin and to benign 

nevus. Models were created utilizing both channels of interest described above, Channel 1 and Channel 5. Sensitivity, 

specificity, and AUC of DOCI for detection of melanoma were then calculated. Likelihood ratio testing was performed 

for each variable within the ROC model. Significance was set at 𝞪 = 0.05, and analysis was performed via JMP: Statistical 

Software (Version 17.0).  

 

3. RESULTS 

 

3.1 Clinical characteristics 

 

11 patients with biopsy-proven cutaneous melanoma were included for DOCI imaging before, during, and after surgical 

resection. 10 benign nevus control image sets were obtained from healthy volunteers. Among the patients with melanoma, 

mean Breslow depth measured 3.41mm, with 2 of the 11 cutaneous melanoma patients harboring in-situ lesions. 2 patients 

demonstrated lentigo maligna, while the remainder of the patients had unspecified melanoma types expressed in the final 

pathology report. 3 patients had positive or close margins on the main excision specimen, and the remainder had negative 

margins on the main specimen. None of the patients exhibited evidence of distant metastases. 

 

3.2 Melanoma vs. Surrounding Skin 

 

When comparing the DOCI value between melanoma to surrounding skin within-subject, there was a mean difference of 

0.044 (95% CI = 0.014, 0.075) with t-Ratio=3.06, p=0.0074. Figure 1 demonstrates in-vivo images of DOCI (Channel 1), 

with visual differentiation of melanoma from surrounding skin, and from surrounding tissue such as scabbing from a 

second prior biopsy site.  

 

The ROC model described in the above methods demonstrated the predictive ability of Channel 1 (p<0.0001) and Channel 

5 (p=0.0202) to detect melanoma vs. surrounding skin. Within this predictive model, DOCI accurately identifies 

melanoma vs. surrounding skin with sensitivity=94% and specificity=88% (AUC=0.921). This ROC model is 

demonstrated in Figure 2A. 

 

 
Figure 1. In-vivo DOCI imaging of a right ear melanoma: A) RGB image of right ear with labels. B) DOCI image (Channel 1) with 

arrow pointing to melanoma area. C) Overlay of DOCI atop RGB, with arrow pointing to melanoma. D) K-space clustering of DOCI 

imaging, with arrow pointing to melanoma.   
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Figure 2. Receiver Operator Curves (ROC) for DOCI melanoma detection. A) ROC of DOCI value to differentiate melanoma vs. 

surrounding skin, with sensitivity=94% specificity=88%, and AUC=0.921. B) ROC of DOCI value to distinguish melanoma vs. nevus, 

with sensitivity=100% and specificity=80%, and AUC=0.953. 

 

 

3.3 Margin Detection 

 

In one case, a positive lateral melanoma margin was identified on DOCI in a freshly excised ex-vivo specimen prior to 

pathologic review. This positive margin was not visible to the naked eye nor on RGB imaging, but was visible on DOCI 

imaging in the OR in real-time. DOCI imaging of this lateral positive margin is compared against a different patient’s 

specimen who had negative margins. Ex-vivo melanoma specimen images in Figure 3 compare RGB images, DOCI 

images (Channel 1), and corresponding K-space clustering, for visual distinction of positive vs. negative margins.  

 

 
Figure 3. Cutaneous melanoma ex-vivo margin detection. A) RBG photo; B) DOCI image (Channel 1, dark blue = melanoma); C) 

DOCI overlay onto RGB; D) K-space cluster image (teal = melanoma). The left depicts a (+) margin on the ex-vivo specimen, denoted 

with an arrow, where dark blue (B) and teal (D) melanoma extends to superior specimen edge. The right depicts (-) margins around the 

melanoma, whereby dark blue (B) and teal (D) do not extend to specimen edge. Margin status confirmed via pathology.  
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3.4 Melanoma vs. Nevi 

 

Mean DOCI value among benign nevi was 0.386 (STD=0.041) and among melanoma was 0.314 (STD=0.057). Univariate 

regression of DOCI value compared between melanoma and nevi results in X2=5.46, p=0.0195. Figure 4 demonstrates 

the distribution of DOCI data between groups, with improved distinction of melanoma vs. nevi and melanoma vs. 

surrounding skin when utilizing Channel 1 (over Channel 5). Figure 5 visually demonstrates in-vivo DOCI recognition of 

a patient with a nevus vs. a patient with melanoma, as well as differentiation of the melanoma vs. surrounding skin. Due 

to similarities in DOCI value between nevus and skin, the bottom of Figure 5 demonstrates a non-significant difference on 

DOCI imaging and K-clustering. 

 

The ROC model demonstrated DOCI’s ability to detect melanoma vs. nevi in Channel 1 (p=0.0176), but not in Channel 5 

(p=0.1537). With this predictive model, DOCI accurately identifies melanoma vs. surrounding skin with sensitivity=100% 

and specificity=80% (AUC=0.953). This ROC for DOCI’s ability to determine melanoma vs. nevi is shown in Figure 2B. 

 

 
Figure 4. DOCI Values of tissue types. Melanoma, benign nevus, and skin DOCI values are compared to each other via histograms, 

in Channel 1 (Ch1) and Channel 5 (Ch5). Skin and nevus demonstrate higher DOCI value than melanoma.  
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Figure 5. In-vivo identification of melanoma (top) vs. benign nevus (bottom), seen on Red Green Blue (RGB) imaging, DOCI 

imaging, and confirmed with statistical processing via K-Means Cluster. The benign nevus demonstrates no appreciable difference in 

DOCI Channel 1 on the DOCI image, and therefore produces a negative result via K-means cluster on analysis. 

 

 

4. DISCUSSION 

 

This study demonstrated the promise of the DOCI device, which accurately distinguishes between melanoma and 

surrounding skin (in-vivo and ex-vivo), melanoma and benign nevi (in-vivo), as well as identify positive melanoma 

margins (ex-vivo). This multi-use device can serve as a technology that is leveraged for improving and prolonging the 

lives of all patients affected by melanoma, from screening in the clinic to surgical removal in the OR. Although DOCI has 

demonstrated utility in margin detection in mucosal head & neck malignancies in the past, this study marks the first use 

of DOCI in cutaneous pathologies.  

 

Optimization of the device with appropriate filter selection must occur prior to full clinical utilization of DOCI, which was 

addressed in this study when comparing Channel 1 to Channel 5. Generally, the Channel 5 DOCI filter used at 530nm BPF 

to detect mucosal malignancy in prior studies, also demonstrated robust images in melanoma. In principle, this filter 

captures the tissue’s autofluorescence of NADH, which is present in lower relative concentrations in tumor cells when 

compared to normal human tissue. However, utilizing Channel 1’s LPF at 400nm produces a slightly clearer identification 

of melanoma vs. surrounding skin or nevus, as seen in the ROC models. The combination of both Channel 1 and Channel 

5 in a predictive model in fact provides the most accurate detection of melanoma vs. surrounding skin as well as melanoma 

vs. nevi. The addition of the LPF is likely to account for the high autofluorescence of melanin (present in both melanoma 

and nevi), of which the full spectrum is then captured and accounted for in Channel 1.  
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This preliminary study has a small sample size with only 11 patients with melanoma included, and therefore the sensitivity 

and specificity may be further improved with additional patient samples. Skin and tumor surface artifact can limit DOCI 

imaging if scabbing, crusting, hair, and active bleeding block surface autofluorescence. Our team ensured that hair, 

crusting, and scabbing were gently removed, and that the area was cleaned and hemostatic to avoid this issue. Skin pigment 

variation remains an important challenge in skin cancer imaging techniques; the majority of the patients in this study would 

classify as Fitzpatrick I-IV, due to increased incidence of melanoma in this population. Looking forward, we plan to 

expand to other institutions and county affiliates in the next iterations of this study, actively seeking diversity, inclusivity, 

and equity in data collection, with optimization of DOCI to revolutionize melanoma care for all skin tones and types. 

 

Although dermoscopy is currently used as the gold standard for screening melanotic lesions in the dermatology office, an 

adjunct tool providing additional confidence in need for biopsy would serve useful to expand accessibility of cutaneous 

melanoma screening. This is in part due to the required expertise needed for use of a dermatoscope, which is mostly 

utilized by board-certified dermatologists. Additionally, there is a somewhat subjective nature to this device, whereby a 

clinician’s judgement could be variable based on their training and experience. On the other hand, the DOCI device is 

meant to be automated such that a technician or other non-experienced provider could produce objective results, to 

determine a patient’s risk of melanoma quickly and reliably.  

 

Future work will involve expansion of DOCI for melanoma in other areas of the body beyond the head and neck region, 

though we do not expect results to differ significantly in doing so. Work will also focus on predictive DOCI levels and 

markers for risk of distant metastasis and other clinical outcomes. Our team plans to also identify a wide array of cutaneous 

malignancies, to also include squamous cell carcinoma, basal cell carcinoma, angiosarcoma, and Merkel cell carcinoma. 

These cutaneous malignancies will then also be distinguished from various benign dermatologic pathologies, such as 

dermatofibroma and pigmented seborrheic keratosis. The DOCI device is portable, on a compact rolling cart, and is able 

to capture images in less than 1 minute. Modification of the device as a portable handheld could be employed for the clinic 

for ease of use in everyday skin screenings, and for accessibility in global health outreach programs.  

 

Rapid margin detection in melanoma is a key area of clinical need that must be improved upon, mostly due to limited 

ability to undergo Mohs or frozen section analysis. While new techniques for Mohs microsurgery are emerging for 

melanoma, the lack of widespread use demonstrates a gap in clinical care between institutions. In this, among the cutaneous 

malignancies, melanoma is the most useful pathology for DOCI-guided negative resection, due to difficulty of 

identification on frozen section analysis. DOCI’s intraoperative real-time margin detection for cutaneous melanoma could 

not only reduce recurrence rates and improve survival, but it would also allow for immediate reconstruction, rather than 

the delayed reconstruction whilst awaiting final histopathologic margins – the current gold standard. Decreasing the need 

for delayed reconstruction could potentially save hospital costs, in addition to lessening patient anxiety whilst waiting for 

the final histopathology. Further, patient quality of life can be optimized by use of DOCI for margin detection, decreasing 

the amount of excess tissue removed in the head and neck region during surgical resection.  

 

A multi-purpose cutaneous malignancy device would be useful in academic centers, community hospitals, and under-

resourced settings alike. In a medically underserved setting, one single device could be used in the clinic for melanoma 

screening, and then transported to the OR or procedure room for use in melanoma margin detection. A technician would 

be able to operate the machinery to aid in understaffed hospital areas, who could then relay the results to the clinician. At 

the same time, a clinician would be able to utilize the DOCI machine themselves for real-time feedback in providing 

precision surgery and superior patient care for their patients with cutaneous melanoma.  
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5. CONCLUSION 

 

DOCI is a real-time imaging modality that can be utilized as a multi-purpose diagnostic and treatment device in patients 

with cutaneous melanoma. DOCI accurately distinguished between benign nevi and melanoma, melanoma vs. normal 

surrounding skin, and can detect positive margins intraoperatively. Thus, this technology has the potential to improve early 

detection, complete resection, quality of life, and survival outcomes for patients with melanoma.  
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ABSTRACT 

At present, the administration of chemotherapy drugs is largely based on physician experience and clinical guidelines. 

Clearly, a personalized solution would significantly benefit patients in the improvement of clinical outcomes. In this work, 

we used a spectroscopic approach in which a water-soluble tetrazolium salt (WST-8) assay was applied to patient-derived 

slice organoids. WST-8 would react with intracellular dehydrogenase resulting in the formation of formazan dye. The 

absorption at 450 nm can be used to assess the viability of the organoids 5 days after initiation of organoid culture. With 

additional development, this approach may be used to improve the clinical outcome of patients undergoing chemotherapy. 

 

Keywords: cisplatin resistance, head and neck squamous cell carcinoma, optical spectroscopy, chemotherapy 

 

1. INTRODUCTION  

The administration of chemotherapy drugs (CD) is largely based on clinical guidelines. In the case of head and neck 

squamous cell carcinoma, intake of tobacco products, alcohol, and viral infection are major contributing factors to the 

disease [1]. Frequently, HNSCC cases are detected in the advanced stages as symptoms are often absent in the early 

stage[2]. Treatment strategies include chemotherapy, surgery, radiotherapy, or their combination [3]. In addition, with an 

annual mortality of 0.35 million and a 5-year overall survival (OS) of 40-50%, HNSCC remains one of the deadliest 

cancers[4, 5]. Among the various treatment options, cisplatin is a common CD used [6]. However, cisplatin resistance is a 

major obstacle in the treatment of HNSCC patients [7]. A common practice in the clinics is to follow up with patients 

every three months, however, if patient response can be predicted at an earlier time point, patients should benefit from 

such an approach. In this study, we discuss our work on the recognition of cisplatin-resistant in patients by in vitro rapid 

drug susceptibility screening of patient tumor slice organoids (PTSO).  

 

2. MATERIALS AND METHODS 

After obtaining the HNSCC sample, it was placed into DMEM, kept on ice, and taken to the lab for analysis. The PTSOs 

were prepared by first embedding the sample into 4% agarose (PBS) which was prepared and stored at 65 °C. After gelling, 

the samples were sliced with the vibrating-blade microtome (Compresstome®  VF-300, Natick, MA) at a frequency of 1 

slice per 20 seconds. The thickness of each PTSO was around 150 µm. The processed PTSO was then mounted onto a 24-

well culture plate and cultured with DMEM having 10% fetal bovine serum, 1% penicillin-streptomycin, and 2.5 µg/ml 

amphotericin B. If we needed to store the specimens for a longer period, PTSOs were frozen in a mixture of 7.5% DMSO 

with fetal bovine serum cooled at a rate of 1 °C/min and frozen to -80 °C.  

We found that the specimens can be cultured for a period of up to 26 days. Shown in Figure 1 are sample microscopic 

images of the cultured PTSOs. After culturing, cisplatin of different concentrations was added to the PTSOs. Two days 

after  
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culturing, the WST-8 assay was applied to each PTSO for determination of specimen viability. Next, cisplatin at different 

concentrations was added and the PTSOs were cultured for another 3 days before the next round of WST-8 assay was 

performed. The change in optical density in the culture media before and after cisplatin application was determined and 

used as an indication of drug efficacy [8].  Details of the WST-8 assay is describes as follows:  

WST-8 functions by interaction with intracellular dehydrogenase. In this case, WST-8 changes to WST-8 formazan dye 

which absorbs strongly at 450 nm[9]. Therefore, by measuring the absorption at 450 nm viability can be assayed. To assay 

for WST-8, the PTSOs were grown in a media with 9.1% WST-8 for about 4 hours. At the end of the 4-hour period, the 

WST-8 solution was removed for optical density measurement. Next, various concentrations (0 -100 µg/ml) of cisplatin 

(Sigma, St. Lous, MO) were introduced to the cultivating media for 72 hours. Lastly, after 5 days of starting PTSO growth, 

the media having cisplatin was removed and the WST-8 assay was performed again. 

 

 

Figure 1. Long-term culturing of HNSCC PTSOs. Optical microscopy images at Days 11 and 20 show the feasibility of long-

term cultivation of HNSCC PTSOs. With this specimen, we were able to culture up to Day 26 at which point, the test was 

terminated [8]. 

 

3. RESULTS AND DISCUSSION 

Shown in Figure 2 is the relative viability of tested HNSCC PTSOs obtained at various concentrations of cisplatin for 2 

patients. At each cisplatin concentration, a number of PTSOs was used. The orange bar represents change in relativity 

viability of a particular PTSO. The blue bar represents the average value of all the specimens tested at a given cisplatin 

concentration. Note that at lower concentrations of cisplatin (0 and 0.1 µg/ml), most of the specimens are viable. However, 

as the concentration of the cisplatin increases (10, 100 µg/ml) the specimens’ viability tend to diminish. 
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Figure 2. Comparison of relative viabilities of HNSCC PTSOs at various cisplatin concentrations. The mean value of OD 

change for each concentration is shown in the blue bars.  

4. CONCLUSION

In this work, we evaluated the use of cisplatin resistance test for determining patient resistance to the drug. Our method 

calls for an initial 2-day culturing of the HNSCC PTSOs at which point the viability of the PTSOs was determined by 

using the WST-8 assay. Next, cisplatin at various concentrations was added to the PTSOs and the specimens were cultured 

for another 3 days prior to another WST-8 test. The relative change in optical densities indicated the change in PTSO 

viability from cisplatin application. We found that in most cases, HNSCC PTSOs decrease in viability with increasing 

cisplatin concentration. However, in one case, we did find a lack of sensitivity to different cisplatin concentrations, 

corresponding to a relatively poor survival (disease-free survival of 26 day and overall survival of 126 days.) [8]. Therefore, 

our approach may be used to identify patients resistant to cisplatin treatment. 
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ABSTRACT   

Oral Mucositis (OM) is an inflammatory alteration of the mucosa primarily due to the damage resulting of cytotoxic effects 

of radiotherapy, chemotherapy, bone marrow transplantation and stem cell transplantation. The use of photobiomodulation 

(PBM) therapy for oral mucositis is intended to reduce or prevent lesions from manifesting. However, there is no consensus 

on the treatment dosimetry based on higher treatment success rates, and no exact cause of treatment success or failure has 

been found for large groups of patients. Therefore, optimizing treatment protocols and investigating causes affecting 

treatment outcomes is of paramount importance to decrease pain, hospitalization time, death rates of oncological patients 

while giving them improved quality of life via nutrition without pain. This case study shows a successful example of the 

treatment outcome of a new PBM therapy protocol for OM where we concluded that PBM therapy can be used as a 

potentially effective preventive and curative treatment of OM. 
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1. INTRODUCTION  

Oral Mucositis (OM) is an inflammatory alteration of the mucosa primarily due to the damage resulting of cytotoxic 

effects of radiotherapy, chemotherapy, bone marrow transplantation and stem cell transplantation. In certain cases, such 

damage, therapeutic adverse effects, and pain caused by mucositis do not allow patients to chew, swallow  and go through 

conventional OM treatment (e.g., local anaesthetics and antifungal tablets or drops) 1. In these cases, alternatives such as 

external application of photobiomodulation (PBM) therapy or Low-Level Laser Therapy (LLLT) are effective. 

The use of PBM therapy for OM is intended to reduce or prevent lesions from manifesting 2–4, as well as decrease the 

pain sensitivity in oral mucosa 5. In general, recommended parameters for the management of OM in head and neck cancer 

patients undergoing chemoradiation include power output between 10 and 150 mW, energy density of 2–5 J/cm2, and 

wavelengths from 633-685 nm and/or 780–830 nm 6. Also, pain relief typically involve the same parameters, but with 

energy density of 10–15 J/cm2. In cases of external light application, the use of red (380nm - 700nm) and infrared (700nm 
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- 1070nm) wavelengths enable large penetration depth in soft and hard tissues 7–27, making it easier for light to reach OM 

lesions.  

However, there is no consensus on the treatment dosimetry based on higher treatment success rates, and no exact 

cause of treatment success or failure has been found for large groups of patients. Therefore, optimizing treatment protocols 

and investigating causes affecting treatment outcomes is of paramount importance to decrease pain, hospitalization time, 

death rates of oncological patients while giving them improved quality of life via nutrition without pain.  

This case study shows a successful example of the treatment outcome of a new PBM therapy protocol for OM by 

using punctual and area applications of red (680 nm) and infrared (808 nm) lasers over lesion areas and mucous 

membranes. Both punctual and area applications involved 3J per irradiated location over 30 seconds.  

2. CASE REPORT  

In 3 June 2023, the patient MC, 89 years old, Caucasian, phototype 2, had a malignant tumor located between the 

nose and the roof of the mouth. He was undergoing radiotherapy and developed mucositis The patient provided his 

informed consent by signing the Informed Consent Form for treatment and was evaluated by a dentist at the Photodynamic 

Therapy Unit of the Santa Casa de Misericórdia de São Carlos–SP. Additionally, they received oral hygiene instructions, 

including dental brushing after meals, daily flossing, and rinsing with a 10 ml solution containing 1.5 mg of benzydamine 

hydrochloride, ethyl alcohol, mint flavor, glycerol, methylparaben, polysorbate, sodium saccharin dihydrate, and purified 

water (twice daily).  

 

The clinical evaluation involved assessing the OM severity OM based on the World Health Organization (WHO) 

classification, which considers the following criteria 28:  

Grade 0 - absence of signs and symptoms;  

Grade 1 - presence of erythema with no lesions; 

Grade 2 - ulcerated mucosa, but the patient can still eat normally;  

Grade 3 - presence of ulcers, intense pain, and the patient can only consume liquids;  

Grade 4 - the patient requires parenteral nutrition and continuous analgesic support. 

 

The patient’s OM lesion (>1.5 cm) was categorized as Grade 3. Due to the location of the OM lesion, the patient had 

difficulties to eat, leading to worsening of his already compromised immune system as a side effect of radiotherapy. Since 

his immune system was weak, he also had a labial Herpes lesion type 1 in his nose. We performed the post-treatment 

follow up 15 days after the last treatment session (i.e., at day 30). 

 

3. MATERIALS AND METHODS 

The treatment protocol was developed based on parameters of previous protocols for the treatment devices used in this 

study 29,30. We used LLLT three times a week (Monday, Wednesday and Friday), the Recover® device (MMOptics, São 

Carlos, SP, Brazil)  was applied on each OM lesion for 30 seconds to deliver 3J (total energy) in each application. Recover® 

emits light infrared wavelength (808nm) with 100 mW of laser power. After Recover® application, Vacumlaser® 

(MMOptics, São Carlos, SP, Brazil) illumination was applied over the area of OM lesions for 30 seconds and on the 

internal cheek mucosa, as well as the mucosa of both dorsal and lateral surfaces of tongue. The Vacumlaser illumination 

used 680 nm and 808 laser wavelengths, total energy delivered was 3J. If no lesion was present in the entire area, PBM 

was applied to prevent lesions from arising. In this patient, preventive PBM was performed in the inferior lip and cheeks. 

Since the mouth movement of the patient was restricted, we applied Vacumlaser® illumination on patient cheeks 

externally. 

 

4. RESULTS AND DISCUSSION 

Over the period of 30 days (in 3 July 2023), the OM lesion grade decreased from grade 3 to grade zero (complete 

recovery). The grade continued to be grade zero after 15 days (post-treatment follow up). The patient’s labial herpes lesion 

type 1 was also completely healed after 30 days of treatment. Based on the treatment outcome, LLLT successfully 
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controlled lesions that appear in the oral cavity of a patient with head and neck cancer, in addition to improving their 

quality of life. Low-power laser therapy has been shown to be effective in managing OM in many studies, minimizing 

lesions and the time they remain in the oral cavity, resulting in the healing process being achieved as well. Furthermore, 

this laser therapy relieves painful symptoms. It is important to note that the application LLLT in oncological patients 

should take into consideration the rise of nitric oxide (NO), which can increase the blood supply of tumors (intrinsically 

highly vascularized).  

5. CONCLUSIONS 

We concluded that PBM therapy can be used as a complementary therapy and potentially effective preventive and 

curative treatment of OM.  
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ABSTRACT 

In prosthodontics, 3D printing primarily relies on intraoral scanners equipped with a handheld camera, computer, and 

software. These scanners capture and reconstruct the three-dimensional geometry of the dental arch. Traditional plaster 

models of teeth are typically obtained through an impression process, where the choice of appropriate impression material 

is determined by the desired model type. Subsequently, the dental impression is covered with plaster in the laboratory. 

Three-dimensional (3D) printing, formerly an industrial technology with a development history spanning over forty years, 

is based on creating a 3D model of any shape from a digitally prepared scan, employing an addition of selected material. 

The thickness of the layers in the printing process depends on the technology of the used printer and the quality of the 

print. The layers are systematically applied, and cured, and, after this process, a complete model is generated. 3D printing 

can be utilized to prepare models for various applications, including prosthodontics, orthodontics, surgery, and more. Our 

study aimed to assess stereolithography-printed models in vitro and in vivo over the last three years. 

 

Keywords: laser in medicine, diode laser, dentistry, orthodontics, intraoral scanner 3Shape TRIOS, stereolithography 

Printer Formlabs 2 

 

1. INTRODUCTION 
The traditional methods for obtaining standard plaster models of teeth and dental arches involve an impression process, 

where suitable impression material is selected and plaster is used to create casts in the laboratory. Intraoral dental arch 

impressions are conventionally employed to document dental anatomy, alveolar bone, mucosa, and gingival shape in 

various fields such as prosthetics, orthodontics, or implantology1, 2. However, drawbacks of these classical methods include 

patients experiencing discomfort during the impression process and/or issues such as undesirable bubble formation in the 

material. Plaster models are prone to easy destruction, and their reusability is challenging. Moreover, storing these models 

demands significant storage requirements. However, there is the potential for recycling of the plaster material. 

 

An emerging technique for precise dental arch reconstruction is represented by dental arch digitalisation. In this respect, 

3D printing is a key aspect of this approach, involving the creation of a 3D model of any shape from the selected material 

based on a digitally prepared scan. The layer thickness within the 3D printing process depends on the printer technology 

and print quality. The layers are gradually applied, cured, and, at the end of the process, result in a complete model. Hence 

the 3D printing method generates appropriate models for various dental applications, including prosthodontics, 

orthodontics, and orofacial surgery3. 

 

In contrast to traditional methods, 3D scanners play a crucial role in capturing and reconstructing the three-dimensional 

geometry of dental arches using video cameras, computers, and specialized software4, 5. A comparative analysis of ten 

intraoral scanners developed between 2015 and 2020 had been performed, using a specially printed SLS dental model with 

reference points. Amornvit et al.4 evaluated e.g. the Scanners Trios 3 (normal and high-resolution mode), Trios 4 (normal 
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and high-resolution mode) (3Shape Trios A/S, Copenhagen, Denmark), iTero Element, iTero 2, and iTero 5D Element 

(Align Technologies, San Jose, California, USA), Dental Wings (Dental Wings, Montreal QC, Canada), Panda 2 (Pengtum 

Technologies, Shanghai, China), and Medit i500 (Medit Corp., Seoul, South Korea) systems. The devices evaluated in the 

experiment, namely Planmeca Emerald™ (Planmeca, Helsinki, Finland) and Aoralscan (Shining 3D Tech. Co., Ltd., 

Hangzhou, China), demonstrated similar precision, confirming their suitability for clinical practice. Among the scanners 

assessed, Trio’s series exhibited the most favourable scan results. 

 

 

The term stereolithography (SLA), patented by Chuck Hull in 1984 (U.S. patent No. 4575330), involves the layer-by-layer 

laser beam curing of photosensitive polymers. This process, based on digital scans, repetitively polymerizes resin layers 

to create a 3D model of the dental arch. The precision of SLA printing in dentistry ranges from 25 to 100 µm, directly tied 

to the number of layers. The resulting layer thickness depends on the printer technology and print quality 6,7,8- 

 

The 3D printing technology produces models for prosthodontics, orthodontics, surgery, and clinical applications such as 

3D guides or splints for implants and maxillofacial surgery. CAD/CAM technologies facilitate the production of special 

copings and frameworks for implant and dental restorations. Various materials, including polymers, composites, ceramics, 

and metal alloys, are utilized. The 3D SLA print, compared to a gypsum model, offers far greater accuracy9. A previous 

study8 utilizing scanning electron microscopy revealed that plaster models exhibited a grainy surface structure with sharp 

edges of orthorhombic crystals, while SLA surfaces were more homogeneous and smoother, with only residual layering 

polymer visible. The significance lies not only in the measurements of the models but also in their surface quality. 

 

The main objective of our study was to evaluate stereolithography-printed models both in vitro and in vivo within three 

years of their utilisation in selected cases of rare diseases.  

 

 

2. MATERIALS AND METHODS 

Subjects and intraoral scanning 

Another advantageous aspect of the utilised device is its integration into the Motol University Hospital computer network, 

enabling direct connectivity between the 3D printer facility and respective dental laboratories. This “direct” network-based 

connection allows the utilization of CAD/CAM technology for crafting crowns, bridges, and implants (CAD - computer-

aided design for the computer-based design of future prosthetic work / CAM - computer-aided manufacturing for the 

computer-supported milling of crowns and bridges). This not only facilitates precise manufacturing but also allows for the 

measurement and long-term monitoring of models, providing insights into the patient's growth and treatment progress. 

 

Treated cases with various rare diseases 

The cohort under investigation comprises eleven children and young adolescents diagnosed with rare head and neck 

disorders as per their Orpha.net/OMIM.org designation. These individuals received treatment through interdisciplinary 

collaboration, benefiting from the expertise of a multidisciplinary therapy team aimed at minimizing therapy-related risks 

and optimising post-treatment outcomes. All affected patients experienced discomfort during standard impressions due to 

their underlying conditions, facial dysmorphism or associated various degrees of intellectual disability. Another 

compounding problem was associated with bubble formation in the impression material due to the common patient´s non-

adherence with the dental impression process. 

 

Effective communication is maintained by the EU (e.g. within the ERN Cranio network- https://www.ern-cranio.eu/) and 

domestic coordinators among individual specialists (e.g. medical genetics, otorhinolaryngology), patients, and their 

families. Dentists, orthodontists, prosthodontists, implantologists, and maxillofacial surgeons collaborate in 

multidisciplinary teams to offer the optimal combination of treatments. The team coordinator oversees all administrative 

aspects of the team, including database management and research supervision. 

 

Patients diagnosed with Amelogenesis imperfecta (OPRHA: 88661), Ellis-Van Creveld syndrome (ORPHA: 289), various 

types of ectodermal dysplasia (ORPHA: 3253), and Kabuki syndrome (OPRHA: 2322) underwent thorough examination, 

genomic testing (data available upon request) and received multidisciplinary therapy. The foundation of this approach, 

however, lies in the complex clinical and molecular genetics of rare diseases. Through the use of Trios® 3Shape, we 

Proc. of SPIE Vol. 12818  1281806-2Proc. of SPIE Vol. 12818  1281801-30



established streamlined cooperation with our patients, providing fast, easy, and accurate 3D real-colour impressions of the 

upper and lower jaw, including bite registration. Additionally, specialized software was employed for measuring distances, 

angles, and planes. The 3D print serves as the foundation for medical documentation and can be utilized for dental and 

orthodontic analyses and therapies, such as composite veneers, NuSmile crowns, removable children's dentures, and 

removable orthodontic appliances, among others. 

 

 

 Figure 1: Photos of patient´s teeth; standard impressions and plaster cast models; intraoral digitals scans and models                          

including virtual articulation; SLA 3D printer; CAD/CAM technology – crowns, bridges, implants reconstructions. 

 

Figure 2: 13-year-old boy with compression in upper dental arch was able to use fixed dental appliance; photos before and after            

therapy; 3D intraoral scans before and after therapy from ERN CRANIO database. 2nd part of database are the 3D dental 

models + 3D print after 3 years + removable retainer. 
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. 

 
Figure 3: Patient with anodontia 35: CBCT X-ray image analysis, following implant Astra EV insertion and after implant 

osseointegration, crown was prepared using scanner, 3D print – STL models of upper and lower dental arch; the patient    after 

therapy. 

         Figure 4: Upper and lower dental arch scan + SLC models of upper and lower dental arch following CAD/CAM 

         ridges preparation from Zirkon framework – 5 years after reconstruction. 
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Figure 5: Patient with implants; 3D SLA reconstruction including KAVO virtual articulation. Implant osseointegration   

after 5 years. 

Figure 6: Patient with CAD/CAM - ATLANTIS™Abutment; intraoral scan and virtual model. 
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3. RESULTS AND DISCUSSION 

Implementing 3D scanning and printing in stomatology, involving dental and oral health, can greatly enhance treatment 

planning, patient education, and the creation of dental appliances. We implemented this technology in several ways 

including (see also illustrative Figures 1-6): 

• the determination of the use of the 3D technology in practice (e.g. for creating dental models, orthodontic 

appliances, implants) and aims to achieve, like improved accuracy, patient comfort, or reduced treatment time; 

• the choice of the right equipment as intraoral scanners that are compatible with treatment needs and dental 3D 

printers based on the materials which support and the precision that offer; 

• the use of appropriate mathematical software tailored for dental applications to design and modify dental models; 

• the integration of 3D technology into the existing workflows. 

 

Specific research in vitro included a comparison of plaster cast and virtual models 1, 2,11,12,13, mathematical modelling of 

the lower and upper jaw to have the possibility to find changes of their parameters during the therapy as presented in 

Figures 7 and 8, augmented reality use for comparison of real and simulated structures14 and the implementation of general 

signal processing methods in the dental research2. Detail methods, results, general signal processing methods, and further 

references are in relevant references 15, 16.  

 

Based on the aforementioned steps, we integrated 3D scanning and printing into the therapy of University Hospital Motol 

- Department of Stomatology to enhance treatment outcomes and patient satisfaction. The new therapeutic system was the 

most effective mainly for uncooperative patients e.g. small children, patients with rare diseases (Figure 2), patients with 

anodontia(Figure 3), patients where scans upper and lower dental arch + SLC models of upper and lower dental arch in 

virtual articulator KAVO and CAD/CAM crown and bridges from Zirkon framework are necessary (Figure 4). Following 

group contained patients with implants and virtual articulation KAVO process reconstruction (Figure 5). Six healthy 

patients were also treated with CAD/CAM - ATLANTIS™Abutment, where were prepared scans and reconstruction with 

virtual model only (Figure 6). 

 

 

 

 

 

 

 

 

 

 

 

 

 

Figure 7: Registration of 3D dental models with selected fixed points. 
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Figure 8: The spatial location of teeth centers detected by the two-camera system and used for evaluation of the corresponding teeth 

distances, together with their dental planes before and after rotation into the horizontal position for examination (a) before the treatment, 

(b) after the treatment, and (c) for the location of teeth centers rotated to the horizontal plane and the dental arch evaluated by the mean 

square method.  

 

4.  CONCLUSION 
 

Our study aimed to evaluate stereolithography printed models in vitro and in vivo within 3 years of their utilisation at our 

department. Digitization of dental models significantly changes established dental procedures. Digitization can be divided 

into direct and indirect approaches. Direct digitization means the acquisition of data on the oral cavity without the use of 

standard impression materials and model materials. Indirect digitization means the scanning of dental impressions or 

plaster models. 

 

Indirect digitization of dental models has long been used in dental laboratories, but direct digitization is a relatively new 

approach that allows us to completely avoid the classic process of impression of the patient's mouth. With advancing 

improvement, clinical protocols are being accelerated and simplified, where intraoral scanning does not take longer than 

conventional impression technique, but the data distribution to the laboratory and subsequent object design with the 

production of the desired product can be significantly faster. 
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We confirmed that intraoral scanning and the process of digitalization can prepare precise models, including articulation 

with the simulation of contactless articulation movements without the unpleasant feelings that are associated with the 

classic impression process and model preparation.  The 3D object is created from individual layers of material where 

objects have complex geometry, where plastics, ceramics and metals can be used in the production of individualized 

objects, such as denture models, navigation implant logical templates, prosthetic metal structures or temporary crowns. 

The system can prepare 3D archives and 3D treatment plans including 3D measurements. 

 

Of great importance, there are not only models’ measures but also their surface quality. The evaluation of stereolithography 

printed models in vitro and in vivo after 3 years confirmed that clinical reconstructions were clinically stable and also 

precise in the roentgenological images. Finally, our study provided additional line of positive evidence for the clinical use 

of 3D intraoral scanning in clinical stomatology.  
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ABSTRACT 

 
Positive surgical margins in head and neck cancers (HNC) are associated with poor survival. Standard frozen section 
analysis for intraoperative assessment of margins is limited by processing time and sampling error. Optical imaging 
technologies may address these limitations. We identified the following techniques in a literature search of optical 
imaging modalities for the detection of head and neck tumor margins: autofluorescence imaging, dynamic optical 
contrast imaging, optical coherence tomography, narrow band imaging, hyperspectral imaging, Raman spectroscopy, 
near-infrared fluorescence imaging, confocal laser endomicroscopy, and high-resolution microendoscopy. Penetration 
depths range from surface level to 6 mm, image acquisition times range from real-time to several minutes, and 3/9 
require exogenous contrast agents. Reported sensitivity and specificity range from 71-100% and 43-100%, respectively. 
Each reviewed modality lends unique strengths such as fast image acquisition times, wide field of view, high native 
contrast, or seamless integration with existing endoscopes. However, none have yet to replace palpation and frozen 
section analysis in the operating room. 
 
Keywords: optical imaging, margin detection, head and neck cancer, review, fluorescence imaging, spectroscopy, 
microscopy 
 

1. INTRODUCTION 
 
The global incidence of head and neck cancers (HNC) is steadily increasing with over 50,000 new cases projected in the 
U.S. in 2023 alone.1,2 Despite the widespread use of chemoradiation and the emergence of targeted therapeutics, surgery 
remains the primary treatment for many HNC.3 Successful HNC resection hinges on precise delineation of tumor 
margins to minimize morbidity and reduce risk of recurrence.4 Currently, surgeons rely on pre-operative imaging, 
palpation, and expertise to guide the initial resection, followed by frozen section analysis. While effective, this process is 
time-consuming, especially if initial margins return positive, necessitating additional resection and sending more frozen 
sections. Furthermore, frozen section analysis is subject to sampling error, leading to missed tumor.5  
 
Recent strides in optical imaging technologies present opportunities for accurate and timely assessment of tumor 
margins.  This paper reviews various optical techniques including, autofluorescence imaging (AFI), fluorescent lifetime 
imaging (FLIM), dynamic optical contrast imaging (DOCI), targeted fluorescent probes, high-resolution 
microendoscopy (HRME), narrow band imaging (NBI), optical coherence tomography (OCT), confocal laser 
endomicroscopy (CLE), hyperspectral imaging (HSI), and Raman spectroscopy (RS), highlighting their clinical utility in 
detecting HNC margins. 
 

2. METHODOLOGY 
 
A systematic search of the literature was performed using the PubMed, Embase, and Web of Science databases. Search 
terms included “head and neck,” “salivary”, “oral”, “nasopharynx”, “oropharynx”, “pharynx”, “larynx” in permutations 
with “cancer”, “malignancy”, “neoplasm”, “imaging” and "margin.” Duplicates were removed and both abstracts and 
full text were screened by two independent reviewers for inclusion.  
 

3. RESULTS 
 
A summary of the attributes and specifications of the reviewed technologies is shown in Table 1. 
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Advantages/Disadvantages
Specificity

(%)
Sensitivity

(%)
Max Depth

Image Time
FOV

Excitation 
Wavelength

Contrast
Agents

Target
Detection 

Mechanism
Modality

(+) adaptable with current endoscopes, rapid image acquisition
(--) training to interpret images, limited tissue penetration,signal 
obscured by blood on surgical field

64-89
73-100

Superficial 
150-300 µm

Real-Time
2-100 mm depth of 
field, 160-170°FOV

415 nm, 
540 nm

None
Hemoglobin

Auto-
fluorescence

Narrow Band Imaging (NBI)

(+) widefield, label-free imaging
(--) lower tissue contrast, limited tissue penetration

100
91

Superficial
Real-Time

Widefield
(44 mm diameter)

400-460 nm
None

Endogenous 
fluorophores

Auto-
fluorescence

Autofluorescence Imaging 
(AFI)

(+) widefield, label-free imaging, greater fluorophore specificity
(--) lower tissue contrast, limited tissue penetration

87
86

Superficial
2-3 s per 

spectral band
Widefield (4-10 mm 

diameter)
355-357 nm, 

370 nm
Dual 

capability
Endogenous 
fluorophores

Auto-
fluorescence

Fluorescence Lifetime 
Imaging (FLIM) / Dynamic 
Optical Contrast Imaging 
(DOCI) 

(+) high tissue contrast, increased imaging depth
(--) requires infusion/application of artificial dyes, uptake may be 
affected by tumor heterogeneity

57-98
71-100

6mm
Varies

Widefield (11.2 x 
8.4 cm)

775-789
ICG,IRDye-

800CW
Fluorescent 

probe
Fluorescence

Near-Infrared Fluorescence 
(NIR)

(+) high spatial resolution, rapid image acquisition
(--) large amounts of data may be unwieldy, processing algorithms 
are not optimized

90-91
89-90

1-2mm
60 sec

Widefield or 
Microscopy

450-900 nm
None

Spectral bands
Spectroscopy

Hyperspectral Imaging(HSI)

(+) rapid generation of histology-like images
(--) data processed through diagnostic model before displayed

91-95
88-100

Superficial
100 µm

3 min for 
7 mm

2
500 x 500 µm 

650-1064 nm
None

Scattered light
Spectroscopy

Raman Spectroscopy (RS)

(+) high-resolution images of cellular architecture
(--) small FOV, requires application of artificial dye

43-80
74-88

250 µm
~125 ms

240 µm diameter
488-660 nm

Fluorescein, 
Patent Blue V

Reflected light
Light 

Reflectance 
Microscopy

Confocal Laser 
Endomicroscopy (CLE)

(+) low cost, allows for visualization of cellular architecture
(--) small FOV, requires application of artificial dye

91-95
96-98

Superficial
50-100 µm

Real-Time
100 µm diameter

White Light
Proflavine

Reflected light
Microscopy

High Resolution 
Microendoscopy(HRME)

(+) increased imaging depth, label-free and non-invasive
(--) extensive training to interpret images, lower resolution

70-87
88-100

1-2mm
100 ms

6-7 mm scan plane
1310 nm

None
Reflected light

Light 
reflectance

Optical Coherence 
Tomography (OCT)

 
 

 
 
  

Table 1. A
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Narrow Band Imaging 
 
Narrow band imaging (NBI) harnesses differences in absorption spectra among tissue types to visualize superficial 
mucosal and vascular structures. NBI modifies standard white light endoscopes with two optical band pass filters 
centered at 415 ± 30 nm and 540 ± 30 nm.6 The 415 nm filter is centered around the peak absorption of hemoglobin, 
highlighting superficial capillaries in brown, whereas the 540 nm filter penetrates deeper into the mucosa and enhances 
contrast between vasculature.7-9 In doing so, NBI allows for the visualization of microvascular patterns associated with 
dysplastic tissue in HNC, which appear as scattered brown spots upon imaging.8-11  
 
The utility of NBI has been evaluated in a variety of HNC. Three studies by Tirelli et al. assessed NBI-guided resections 
in oral cavity and oropharyngeal HNC. The first pilot study included 16 patients with NBI-defined margins that were 
larger than the white light-delineated (WL) margins.12 After confirming the presence of histopathologic abnormalities 
between the NBI and WL margins with frozen section analysis (FS), the surgical margin was extended to the NBI 
margin. The authors reported sensitivity (Sn), specificity (Sp), positive predictive value (PPV), and negative predictive 
value (NPV) of 100%, 88.9%, 100%, and 87.5%, respectively. A subsequent study comparing 26 patients undergoing 
NBI-guided resection and 44 patients undergoing traditional resection found a significant reduction in the rate of positive 
margins with NBI resection (11.5% vs 36.4%, p=0.0282).13 The authors repeated the pilot study in a larger cohort of 61 
patients and were able to obtain negative resection margins in 80.3% of cases, with a Sn of 94.4%, Sp 64.0%, PPV 
79.1%, NPV 88.9%.14 The use of NBI prolonged operating time by an average of 5 minutes. Klimza et al. found NBI to 
be a useful adjunct with margin sampling methods in oral HNC, demonstrating a PPV of 100% and NPV 96.43% when 
NBI was combined with “O’clock” FS margin sampling.15 NBI can also be adapted for transoral robotic surgery (TORS) 
procedures. In a prospective study evaluating 61 patients undergoing TORS-resection of oral/oropharyngeal HNC, Vicini 
et al. reported a higher rate of negative superficial lateral margins when using NBI intraoperatively (87.9% with NBI vs 
57.9% without NBI, p=0.02).16 Vicini et al. and Tirelli’s groups both note NBI cannot be used to assess the deep 
resection margin given its limited tissue penetration depth. Blood in the surgical field will also obscure the NBI picture 
since it is highly concentrated with hemoglobin.12,16 
 
The use of NBI is well-documented in the examination of laryngeal lesions. Ni et al. was the first to classify NBI 
microvascular patterns in the larynx, describing brown speckles or tortuous, line-like shapes when viewing malignant 
lesions with NBI.9 This allows for delineation of tumor boundaries prior to resection, reducing the risk of leaving 
positive margins. Indeed, another study by the Klimza et al. group reported improved accuracy of laryngeal cancer 
discrimination with NBI compared to WL endoscopy.17 Garofolo et al. showed a significant reduction in rates of positive 
superficial margins with NBI-guided transoral laser surgery (TOLS) in glottic cancer (3.6% with NBI vs. 23.7% without 
NBI, p<0.001). In a randomized controlled trial of 113 patients receiving TOLS for glottic carcinoma, Zwakenberg et al. 
also found a lower rate of positive margins with NBI-TOLS, along with a non-statistically significant improvement in 
recurrence-free survival at study termination (83% vs 71%, p=0.08).18 
 
NBI has demonstrated utility in the delineation of superficial resection margins, increasing the rate of negative margin 
resections in a variety of HNC.13,16,18-20 It is integrable with standard endoscopes and adds minimal time to operating 
time.  
 
 
Autofluorescence Imaging  
 
Autofluorescence imaging (AFI) has garnered considerable interest for its potential for real-time, noninvasive evaluation 
of tumor margins. This technique interrogates tissue composition by measuring the emission of endogenous 
fluorophores, such as NADH and FAD, following excitation by an external light source.21 Within tumors, metabolic 
derangements coupled with changes to stromal and cellular architecture modifies the autofluorescence signal, commonly 
leading to a loss of autofluorescence.22,23 AFI allows for visualization of HNC margins and may also prove beneficial in 
the early detection of dysplastic tissue.24 
 
In 2006, Lane et al. documented one of the earliest uses of AFI in HNC, developing a handheld device for the detection 
of autofluorescence loss (AFL) in high-risk oral lesions. Their device, later marketed as VELscopeÒ, was able to 
discriminate between normal oral mucosa, severe dysplasia, and oral squamous cell carcinoma (OSCC) with Sn 98% and 
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Sp 100%.22 Ohnishi et al. reported similar results when evaluating OSCC tumor margins with VELscopeÒ, attaining Sn 
91% and Sp 100%.24 Poh et al. also used VELscopeÒ to successfully identify 32/33 (97%) of dysplastic or cancerous 
biopsies in OSCC margins.25 Significant extension of AFL beyond the clinically apparent boundary ranging from 4-25 
mm was also present in many cases. The authors found that regions with AFL but normal/low-grade dysplasia on 
histopathology demonstrated genetic alterations associated with cancer risk on microsatellite analysis. This suggested 
that AFI could even identify high-risk areas beyond the tumor boundary, allowing for prophylactic extension of margins 
to reduce risk of recurrence.  
 
Outcomes in AFI-guided resection of oral cancer have been explored in larger cohorts. Another study by Poh et al. 
observed a significant reduction in 3-year local recurrence rate among 246 patients with oral cancer who underwent 
VELscopeÒ-guided resection (6.5% AFI-guided vs 40.6% traditional).26 This was corroborated on multivariate analysis, 
which identified AFI-guided resection as a strong independent predictor of regional failure (Hazard Ratio 0.16 ,95% CI 
0.06-0.39, p < .001). However, a randomized clinical trial of 443 patients undergoing VELscopeÒ-guided resection of 
oral cancer by Durham et al. found no significant differences in failure of first-pass margins, regional failure, disease-
specific survival, or overall survival between the AFI-guided and WL-guided groups.27 The authors noted that AFI is less 
suitable for evaluation of the deep margin in oral malignancies, which may contribute to recurrence if not properly 
cleared. 
 
Fluorescence Lifetime Imaging and Dynamic Optical Contrast Imaging 
 
Fluorescence lifetime imaging (FLIM) leverages the autofluorescence of endogenous fluorophores similarly to AFI but 
measures the temporal decay of fluorophores rather than their emission intensities within tissues. This allows for 
discrimination between fluorophores with similar or overlapping emission spectra.28  
 
Sun et. al described the use of a fully-integrated FLIM endoscope in 2013, which was used to image 10 patients with 
suspected OSCC.29 Tumors had both lower fluorescent intensities and shorter lifetimes than normal tissue using a single 
bandpass filter centered at the emission peak of NADH. These findings were largely corroborated by Duran-Sierra et al. 
using a FLIM endoscope to image the oral cavity of 39 patients with oral lesions, measuring lower emission intensities 
and shorter decays at the spectral peaks of NADH and collagen in tumors.30 Marsden et al. also observed similar 
temporal dynamics when testing FLIM for intraoperative margin assessment in 53 patients undergoing oral cancer 
resection.31 Their machine learning-augmented analysis successfully classified healthy and cancerous tissue with a Sn of 
86% and Sp 87%.  
 
Dynamic optical contrast imaging (DOCI) compares the temporal dynamics of fluorophore decay states with their 
steady-state emission after excitation. By using this normalization approach, DOCI captures similar fluorescence lifetime 
data as FLIM but without the long acquisition times or complex post-processing.32-34 Tajudeen et al. demonstrated that 
DOCI could differentiate between tumor, muscle, fat, and collagen in a pilot study of 15 patients with head and neck 
SCC.34 In a subsequent study, Tam et al. overlaid DOCI images over the WL view, creating a visual map of margins for 
DOCI-guided resection.35 DOCI images correlated well with histology, with tumor displaying lower DOCI values 
(shorter lifetime) than normal surrounding mucosa.  
 
Fluorescent Probes  
 
Fluorescent probes have emerged as promising tools for the detection of HNC margins, offering improved imaging depth 
and stronger imaging contrast compared to other optical methods.21 These fluorescent agents usually operate within the 
near-infrared spectrum (>750 nm), allowing for greater tissue penetration than ultraviolet or visible light and reduced 
signal interference from background autofluorescence.36  
 
Indocyanine green (ICG) was the first fluorescent contrast agent approved by the FDA and has been utilized in the 
detection of surgical margins in a variety of malignancies including liver, breast, and colorectal cancers.37-39 
Administered intravenously, ICG demonstrates enhanced uptake in tumor cells, allowing for the delineation of cancerous 
tissue. Pan et al. explored the utility of ICG-guided intraoperative resection of OSCC in a prospective trial of 20 
patients.40 ICG fluorescence identified the tumor border in all patients, and imaging of the tumor bed post-resection 
found four patients with abnormal residual fluorescence, driving additional resection. Two of those cases had positive 
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margins on histopathological analysis, confirming that ICG fluorescence could detect subclinical margins. However, ICG 
is not tumor-specific, as ICG-accumulation can occur in physiological states associated with increased vascular 
permeability such as inflammation. Indeed, pathology evaluation of the two-false positives in Pan et al.’s study revealed 
inflammatory cell infiltration. Nonetheless, Wu et al. recognized the potential benefits of ICG in a retrospective cohort 
study of 13 patients, finding lower rates of positive margins in ICG-guided resection margin tissue compared to a non-
ICG cohort (0.78% vs 6.25%, p<0.05).41  
 
5-aminolevulinic acid (5-ALA) is a heme synthesis pathway precursor that selectively accumulates in tumor cells and is 
converted into its fluorescent metabolite, protoporphyrin IX (PPIX).42 PPIX emits a red fluorescence with a peak 
centered at 634 nm and can be used simultaneously with AFI.43,44 In a study by Leunig et al., 5-ALA was topically 
applied to patients with suspected OSCC, identifying severe dysplasia and OSCC with a Sn of 99%, Sp 60%, PPV 
77.3% , NPV 97.5%.44 While 5-ALA detects oral cavity malignancies with high sensitivity, its performance is still 
complicated by its lower specificity. Furthermore, its emission peak is outside the near-infrared spectrum, reducing tissue 
penetrance.  
 
Targeted Fluorescent Probes 
 
The development of immunofluorescent probes offers the same tissue penetration and signal to background contrast as 
unconjugated fluorescent dyes but with the ability to target cancer-specific biomolecules. A targeted fluorescent probe is 
composed of a fluorescent dye conjugated to a targeting moiety, which have included antibodies, peptides, and 
polymers.21 Many cancer-related targets have been explored in HNC, including a variety of cell membrane receptors, 
cellular enzymes, and tumor pH. 
 
The use of epidermal growth factor receptor (EGFR) targeted fluorescent probes, cetuximab-800CW and panitumumab 
IRDye800CW, has been extensively explored for the evaluation of HNC margins. EGFR is expressed in up to 80-90% of 
HNSCC, making it an ideal target for immunofluorescence.45 Voskuil et al. performed a phase I clinical study in 15 
patients with HNSCC, identifying all positive resection margins with cetuximab-800CW and yielding a Sn 100% and Sp 
91%. Furthermore, 96% of tumor sections were EGFR-positive, confirming that a cetuximab targeting moiety was 
appropriate for HNSCC.46 A phase II study by the same group in 65 HNSCC patients reported cetuximab-800CW 
identified positive margins with a Sn of 100%, Sp 85.9%, PPV 58.3%, and NPV 100.0% and close 1-3 mm margins with 
a Sn of 79.2%, Sp 76.1%, PPV 52.7%, and NPV 91.5%.47 Trials with panitumumab IRDye800CCW have also 
demonstrated similar performance in margin assessment. Fakurnejad et al. previously observed in a pilot study of 11 
patients that fluorescent intensity of panitumumab IRDye800CCW increased proportionally with the level of dysplasia in 
HNSCC.48 Their subsequent phase I study in 29 patients showed that the margin with the highest fluorescent intensity 
corresponded to the closest margin on histopathology.49 This group also compared interobserver agreement on the 
location of tumor margins between pathology (ground truth) and the operating surgeon or the panitumumab 
IRDye800CCW-generated fluorescence map, finding that fluorescence (R2 = 0.98) demonstrated better correlation with 
pathology than the surgeon (R2 = 0.75).50 
 
Rapid development and success of targeted probes has spurred interest in other targets including protein biomarkers and 
cellular enzymes overexpressed in HNSCC, along with markers indicating alterations in the tumor microenvironment. 
Wang et al. reported the use of a topically-applied, c-MET targeted ICG probe that was administered to 10 OSCC 
patients and provided intraoperative detection of tumor with Sn 71%, Sp 83%, PPV 83%, and NPV 73%.51 Another 
group tested an integrin αvβ6-targeting peptide for the intraoperative evaluation of SCC bony margins in a first study of 
its kind, yielding a Sn of 100%, Sp 98.3%, PPV 92.06%, and NPV 100%.52 Cellular pH changes due to cancer 
metabolism have also been of interest in the target probe pipeline, with Voskuil et al. demonstrating the ability of a pH-
activated fluorescent nanoprobe to detect tumor-positive resection margins in a variety of cancers including HNSCC.53 
While, these newer moieties offer a diversity of targets that can be exploited in HNC, they are, however, relatively 
understudied and lack validation in the larger phase II trials that have been conducted with EGFR probes. 
 
High-Resolution Microendoscopy 
 
High-resolution microendoscopy (HRME) provides assessment of clinical margins without the high cost associated with 
other imaging devices. HRME is optically simple and serves as a portable fluorescent microscope, utilizing a fiber optic 
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imaging probe to survey tissue topically stained with a fluorescent contrast agent (e.g. proflavine).54 This allows the user 
to observe the cellular architecture of a surgical margin with microscopic definition, identifying features associated with 
malignancy such as enlarged nuclear size and increased nuclear-to-cytoplasmic ratio.55 The versatility and compact 
design of HRME have facilitated its deployment across a spectrum of anatomical sites, spanning from HNC to 
esophageal squamous cell neoplasia, as well as HPV-associated cervical and anal cancers.54-58  
 
In 2012, Vila et al. demonstrated the feasibility of HRME in the discrimination of benign and malignant mucosa in ex-
vivo HNSCC specimens from 38 patients, achieving a Sn 98.3% and Sp 90.9% with high interobserver reliability.55 
Miles et al. then applied HRME to the visual intraoperative margin in 33 HNSCC patients, displaying HRME-generated 
images to blinded observers.54 Using histopathology as the gold standard, HRME demonstrated Sn 96%, Sp 95%, PPV 
91%, NPV 98% when identifying positive margins. 
 
The strengths of HRME lie in its low cost, high reported Sn and Sp, ease of use, and ability to analyze the operative 
margin with microscopic resolution. The price of a single unit is reportedly less than $5000, and observers can be 
quickly trained to interpret HRME images.54  
 
Confocal Laser Endomicroscopy 
 
Confocal laser endomicroscopy (CLE) has been extensively researched in gastroenterology for the assessment of 
mucosal histology but has also shown promise in HNC.59,60 CLE is based on the principles of confocal laser scanning 
microscopy, where tissue is illuminated with a low-power laser and only reflected light from single planes of interest are 
captured. This generates high-resolution, sectional images of the sample, allowing for assessment of cellular architecture 
and histological diagnosis. Topical fluorescent agents can also be applied to the tissue to enhance contrast. CLE utilizes a 
handheld probe coupled with a laser unit to scan the target tissue, identifying regions containing unorganized cellular 
architecture, irregular cell morphology, contrast leakage, and other indicators of malignant transformation.60 
 
CLE has been used to evaluate HNC margins in both the oral cavity and larynx. Dittberner et al. conducted a pilot study 
in 13 patients undergoing oral HNC resection and found that CLE with topical fluorescein identified HNSCC with Sn 
87.5% and Sp 80.0%.61 Their system had a FOV of 475x267 µm and scanning depth of 250 µm, with image acquisition 
averaging 9 minutes. Sievert et al. used a similar approach with a smaller probe (FOV 240 µm) and intravenous 
fluorescein in 8 patients with laryngeal SCC, calculating a Sn 72.3%, Sp 87.9%, PPV 85.7%, NPV 76.1%.62 A larger 
study by Abbaci et al. imaged 42 patients with oral or laryngeal cancer using CLE with topical patent blue V dye, with 
Sn 73.2-75% and Sp 30-57.4% ranging across different providers.63 
 
CLE allows for rapid optical biopsy of clinical margins, creating high-resolution images of cellular architecture. In-vivo 
applications of this technology in HNC have still been a relatively recent development, and reported limitations include 
high cost, limited FOV, low specificity of fluorescent agents, and standardization of image interpretation.60-63  
 
Optical Coherence Tomography 
 
Optical coherence tomography (OCT) measures the interference of reflected light to produce cross-sectional images of 
tissues, akin to ultrasound but employing light rather than sound. With established applications in cardiology and 
ophthalmology for coronary artery and retinal imaging, the versatility of OCT has spurred interest in its potential for 
imaging head and neck cancer margins. OCT is non-invasive and offers high-resolution visualization of tissue layers and 
submucosal structures without the need of any tissue preparation or contrast agents.64 Its imaging depth extends to 1-2 
mm, enabling observation of tissue architecture that may be disrupted in malignancy. 
 
In 2006, Armstrong et al. were among the first to apply OCT to HNC, imaging 22 patients with suspected laryngeal 
cancer and achieving an average imaging depth of 0.65 mm with 10 µm resolution.65 Imaged regions positive for 
invasive cancer demonstrated loss of the demarcation between the epithelium and the submucosal tissue, as well as 
progressive thickening of the epithelial layer. A decade later, Hamdoon et al. used OCT to identify oral cancer margins 
with an average Sn 81.5%, Sp 87%, PPV 61.5%, NPV 95%.66 Sunny et al. achieved Sn 100% Sp 100% in identifying 
malignancy and Sn 92.5% Sp 68.8% in identifying dysplasia at the clinical margin of 14 OSCC patients undergoing 
resection.67  
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Raman Spectroscopy 
 
Raman spectroscopy (RS) is another label-free technique of interest for the assessment of surgical margins. RS relies on 
the inelastic scattering of a laser light source as it interacts with the molecular vibrations within a sample. The resulting 
spectroscopic peaks reflect the sample’s molecular composition, which may change due to cancer-associated alterations 
in proteins, DNA, or other biomolecules. RS can also be combined with microscopy in a technique called stimulated 
Raman histology (SRH) to image specific molecular bonds and generate a histology-like image representing the 
spectroscopic data. 
 
Studies of RS have attempted to leverage a diversity of spectral peaks to differentiate normal and malignant tissue. In 
2016, Cals et al. performed ex-vivo RS on OSCC tissue from 10 patients and developed a tissue classification model that 
could distinguish between OSCC and non-tumorous tissue with 86% accuracy.68 They noted, however, that the image 
acquisition time was too lengthy to potentially replace frozen sections. Thus, focusing on specific Raman shifts using 
SRH could reduce imaging time while maintaining diagnostic capability. Hoesli et al. imaged 50 HNC patients at the 
2845 cm-1 and 2940 cm-1 spectral bands, which correspond to CH2 and CH3 bonds respectively.69 CH2 bonds highlight 
lipids while CH3 bonds predominate in proteins and DNA. Image acquisition was <30 seconds and the resulting SRH 
images were read by a blinded pathologist with Sn 88.1% Sp 95.2%. Steybe et al. performed a similar evaluation in 8 
OSCC patients, detecting OSCC with Sn 100%, Sp 90.91%, PPV 90%, NPV 100%.70 They were also able to further 
subclassify non-neoplastic tissues into muscle, connective tissue, adipose, and lymph node. Image acquisition times were 
longer than frozen sections, however the authors noted that RM could be performed in the operating room, eliminating 
the need for sample transfer to pathology. Assessing water content through RS may also be an effective measure of tissue 
malignancy. Barroso et al. determined the water concentration of OSCC resection specimens by calculating the ratio of 
the -OH (3390 cm-1) and CH3 (2935 cm–1) Raman bands. They found the water concentration of OSCC was significantly 
greater than surrounding normal tissue, and a cutoff concentration of 69% classified OSCC with Sn 99% Sp 92%.71  
 
RS gathers a wealth of spectroscopic data, enabling label-free and non-invasive molecular characterization of tissues. 
This is a unique feature of RS that allows it to capture actual data on the biochemical composition of a sample that 
reflects the histological changes that occur in malignancy.  
 
Hyperspectral Imaging 
 
Hyperspectral imaging (HSI) generates a three-dimensional data cube where each pixel of a spatially-resolved image 
contains spectral data across a wide range of wavelengths. Thus, HSI captures a vast amount of information regarding 
the scattering and absorption of electromagnetic radiation as it encounters a target tissue, revealing its structural and 
molecular composition. Data can be processed through varying diagnostic and feature extraction models, identifying 
aberrations in the spectral signature to differentiate tumor from benign tissue. 
 
Fei et al. was the first to apply HSI to the assessment of HNC surgical margins, imaging 14 patients with oral, laryngeal, 
and thyroid tumors.72 Autofluorescence imaging and fluorescence imaging with proflavine and 2-NBDG dye were also 
performed for comparison. Data cubes were processed through a machine-learning algorithm for feature extraction and 
image classification, distinguishing tumor from normal tissue with Sn 90% Sp 91% in the oral cavity and Sn 94% Sp 
95% in the thyroid. HSI outperformed both proflavine and 2-NBDG fluorescence imaging in this study (oral cavity 
accuracy 90% HSI vs 80% autofluorescence vs 83% 2-NBDG vs 70% proflavine). A follow-up study by their group 
utilized a similar protocol to image 36 HNC patients, also achieving greater accuracy with HSI compared to 
autofluorescence and fluorescence imaging.73 Machine learning can also augment HSI diagnosis—Halicek et al. found 
that HSI image analysis from 102 HNSCC patients with a convolutional neural network model demonstrated superior 
accuracy at identifying the surgical margin compared to autofluorescence and fluorescence imaging when applied to 
traditional SCC tissue. However, autofluorescence outperformed HSI and fluorescence imaging at identifying HPV+ 
SCC margins.74 Image acquisition was rapid, averaging one minute with 35 seconds for image classification. 
 

4. DISCUSSION 
The current standard method for intraoperative assessment of HNC margins, frozen section analysis, faces challenges 
such as prolonged processing times, dependency on specialized pathology services, low sensitivity, and limited ability to 
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evaluate the tumor bed.75 Notably, up to 22% of initially negative frozen margins may exhibit close or positive margins 
upon final pathology, carrying significant implications for patient survival, particularly given the high recurrence risk 
associated with positive surgical margins.4,76 To address these drawbacks, there is a growing interest in optical imaging 
technologies to improve resection accuracy and reduce positive margin rates. For these emerging modalities to gain 
widespread acceptance in surgical settings, they must not only demonstrate comparable or superior accuracy to frozen 
sections but also streamline the margin evaluation process. Essential capabilities include fast image acquisition and 
display times, a wide field of view for comprehensive margin capture, high contrast for effective tissue differentiation, 
and user-friendly integration into existing surgical workflows. This review provides an overview of optical imaging 
technologies for assessing HNC margins, categorizing them based on their mechanisms of detection, including 
fluorescence-based technologies (NBI, AFI, DOCI/FLIM, and NIR fluorescent probes), spectroscopy-based techniques 
(Raman spectroscopy and HSI), microscopy-based modalities (CLE and HRME), and OCT, which is uniquely based on 
light reflectance and is discussed separately. 
 
Fluorescence-based imaging modalities generally provide rapid image acquisition and widefield capabilities, allowing 
for the assessment of entire margins. NBI has been the most well-studied fluorescence-based imaging modality, and its 
adoption as a tool has been facilitated by its integration into conventional white light endoscopes. Classification systems 
for of NBI microvascular patterns have also been published, although there is an associated learning curve.9 Despite its 
efficacy, the NBI is confounded by the presence of hemoglobin-containing blood on the surgical field, reducing its 
intraoperative effectiveness once an incision has been made. Commercialized AFI devices such as VELscopeÒ expand 
the measured emission spectra and have demonstrated ability to delineate OSCC margins and identify premalignant 
lesions.25 Nonetheless, widening the emission passband lowers AFI specificity due to loss of ability to distinguish 
specific fluorophores. FLIM offers greater specificity by measuring fluorescence decay over several spectral bands, 
albeit with longer image acquisition and processing times, although DOCI can expediate this process with a simpler 
ratio-metric approach. All the aforementioned methods rely on autofluorescence of endogenous fluorophores, as such 
their shared limitation is imaging depth. Emission of native fluorescence occurs at shorter wavelengths, limiting imaging 
depth to ~300µm. In contrast, untargeted and targeted fluorescent probes operating in the NIR spectrum, increase tissue 
penetration up to 6 mm.49 The earlier untargeted probes faced poor tissue specificity, and uptake was confounded by 
inflammation.40 However, targeted probes have significantly mitigated these issues by providing the capability to 
specifically target biomarkers unique to HNC. The EGFR-targeted probes, cetuximab-800CW and panitumumab 
IRDye800CW, have been particularly well-characterized in several clinical trials and accurately delineated tumor 
margins in these studies with high signal to tumor background ratio. Despite their advantages, these probes require 
intravenous infusion days before surgery for optimal uptake, and assessing the depth of observed fluorescence remains 
challenging due to limitations of current fluorescence imaging cameras. 
 
Spectroscopic methods allow the user to query the molecular composition of a sample and identify biochemical changes 
associated with malignancy. RS is the most well-studied technique and can be used alone or in combination with 
microscopy (SRH). When used independently without microscopy, RS data must be processed through a diagnostic 
model for classification. In contrast, SRH provides a visual representation of the spectral data in a histology-like image, 
where each pixel corresponds to the intensity of the Raman signal. HSI captures even more data, gathering spatially-
resolved spectral information across hundreds of spectral bands. Regardless, in most use cases, spectroscopic data is 
interpreted by a classification model to distinguish tumor and normal tissue. While this may be less favorable for the 
operating surgeon compared to a technique that is inherently interpretable, it's worth noting that SRH images, despite not 
requiring model interpretation, still demand training for accurate interpretation. Moreover, the commercial introduction 
of SRH and HSI systems is relatively recent, and the associated costs may currently hinder widespread implementation 
in the operating room. Ongoing efforts include the development of fiber-optic probes for in-vivo spectroscopy and 
diagnostic models with automatic feature extraction, but further studies are essential to validate the efficacy of 
spectroscopic techniques and assess their potential for integration into the surgical workflow.76,77 
 
Microscopy-based techniques visualize the surgical margin with cellular resolution to determine malignancy potential. 
HRME is a low-cost, optically-simple microscopy device that may offer enhanced margin assessment in under-resourced 
settings. The price of a single unit is reportedly less than $5000, and observers can be quickly trained to interpret HRME 
images.54 CLE utilizes laser excitation to produce higher-resolution images, but CLE devices can cost upwards of 
$100,000 and are currently marketed for gastroenterology applications, which has led to issues with adapting the CLE 
probes for HNC use.60 Studies of microscopy techniques describe limitations such as small FOV, limited tissue 
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penetration, artifact in irradiated tissues, and reliance on topical contrast agents. Additionally, common contrast agents 
such as proflavine are relatively non-specific, creating imaging artifact when the dyes mix with saliva, blood, or are 
taken up by non-cancerous tissues.60,63 Nonetheless, efforts are underway to develop microscopy systems compatible 
with EGFR targeted probes.54,55 The main practical limitation of microscopy techniques is the small FOV, which 
prevents evaluation of whole margins. Regardless, microscopy may fulfill an unmet need, providing microscopic 
assessment of margins in conjunction with a widefield device. 
 
OCT allows for clear visualization of structural tissue changes associated with malignancy and possesses superior 
penetration depth compared to other label-free methods. It has been well-characterized for ophthalmologic and cardiac 
applications, thus the technology has been well known to be translated into HNC applications. Image noise and lower 
image resolution have been cited as limitations of OCT for margin imaging. Extensive user training is the most 
frequently documented limitation of OCT, as OCT images do not resemble conventional imaging and there are no 
standardized libraries for OCT interpretation.64 Artificial intelligence and diagnostic algorithms for automatic feature 
extraction and interpretation are emerging to address this need, however.78-80 
 

5. CONCLUSION 
 
Optical imaging holds significant promise for real-time, non-invasive determination of HNC, and each modality brings a 
unique set of capabilities that significantly improve the margin assessment process compared to traditional frozen 
sections. However, no single modality has yet to replace standard palpation and frozen section analysis in the operating 
room. To do so, optical imaging techniques must provide fast image acquisition and display times, wide FOV for 
capturing whole margins, high contrast for tumor/tissue types, and integration with existing surgical workflow. 
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ABSTRACT 

Tracheal intubation is a crucial procedure performed in airway management to sustain life during various procedures. 
However, difficult airways can make intubation challenging, which is associated with increased mortality and morbidity. 
This is particularly important for children who undergo intubation where the situation is difficult. Improved airway 
management will decrease incidences of repeated attempts, decrease hypoxic injuries in patients, and decrease hospital 
stays, resulting in better clinical outcomes and reduced costs. Currently, 3D printed models based on CT scans and 
ultrasound-guided intubation are being used or tested for device fitting and procedure guidance to increase the success rate 
of intubation, but both have limitations. Maintaining a 3D printing facility can be logistically inconvenient, and it can be 
time consuming and expensive. Ultrasound-guided intubation can be hindered by operator dependence, limited two-
dimensional visualization, and potential artifacts. In this study, we developed an augmented reality (AR) system that allows 
the overlay of intubation tools and internal airways, providing real-time guidance during the procedure. A child manikin 
was used to develop and test the AR system. Three-dimensional CT images were acquired from the manikin. Different 
tissues were segmented to generate the 3D models that were imported into Unity to build the holograms. Phantom 
experiments demonstrated the AR-guided system for potential applications in tracheal intubation guidance.    

Keywords: Augmented reality (AR), tracheal intubation, user interface, image-guided intervention, airway management    

1. INTRODUCTION 
Tracheal intubation is a pivotal process due to its expectation to sustain life while performing necessary procedures. Also 
known as endotracheal intubation (ETI), tracheal intubation is a lifesaving process in which an endotracheal tube is inserted 
via the mouth of a patient into the trachea to ensure airflow through the tube [1]. The ETI procedure can occur either in or 
out of a hospital environment and comes with additional intrinsic difficulties. While there are a multitude of training 
programs targeting the difficult procedure of tracheal intubation, the methods are often limited and require more advanced 
technology to guarantee fully developed skill levels. It is therefore imperative to address this clinical challenge by more 
extensive technological research to enhance patient care. The research activities in this area have become increasingly 
active but are still inadequate to meet the challenge. 

Currently, 3D printed models based on CT scans and ultrasound-guided intubation are being used or tested for device 
fitting and procedure guidance to increase the success rate of intubation [2-6], but both have limitations. Maintaining a 3D 
printing facility can be logistically inconvenient, and ultrasound-guided intubation can be hindered by operator dependence, 
limited two-dimensional visualization, and potential artifacts. The relative positions of the spine, head, and mandible can 
be drastically different during intubation and routine CT. In routine radiology scanning, the patients’ head and neck assume 
a natural posture. During intubation, the head is tilted back, and the mouth is fully open. Therefore, the 3D model needs to 
be adjustable in positions and needs to be validated. The models need to be adjusted to allow head tilting relative to the C-
spine and mandible opening relative to the skull. The airway anatomy needs to be adjusted according to the head and jaw 
positions. In addition, the airway needs to be modeled as a soft body which can be deformed in response to forces from 
laryngoscope and intubation tube.    
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Augmented reality (AR) technologies have a significant potential in the field of clinical study [7-9]. AR technologies 
for surgical applications continue to develop over time. The concept of involving real-world circumstances in a virtual 
environment is demonstrated through methods from a projected screen to a physical headset device [10]. Although 
augmented reality systems are extremely beneficial to physician training, AR technology is often difficult to incorporate 
with current systems, resulting in restricted user control. This project aims to increase the productivity and flexibility of 
AR systems in order to provide physicians with a more comprehensive observation of 3D models through the HoloLens 2 
headset. Such improvements include increased modification options, color supply, and user personalization. With the 
refined AR system, physicians and patients alike will experience less stress, thus leading to broad acceptance and 
integration of the system. In accordance with tracheal intubation, AR systems have the potential to enhance trainee 
experiences through 3D visualization, resulting in accelerated developments in the field. While AR technology has the 
potential to teach medical procedures and serves as a tool for physicians performing minimally invasive surgery, it is 
envisioned to be a supplementary improvement for current clinical training methods rather than a replacement [11]. Zhao 
et al developed an AR framework to assist neonatal endotracheal intubation training [12]. A manikin and laryngoscope 
were used for the procedure. Their developed AR framework used multi-variate time-series data, a convolutional neural 
network, and the gradient-weighted class activation mapping to predict performance level and produced accessible 
evaluation of the ETI procedure. Ming et al. proposed the development of an augmented reality-assisted laryngoscopy 
system that has an attached live camera, improving visualization properties while adhering to a constant line-of-sight view 
[13]. The system includes a head-mounted device with augmented reality features. The researchers also carried out a pilot 
study with subjects, and the results indicate that the AR-assisted video laryngoscopy method is more efficient than 
traditional indirect technology in patients.  

Overall, our project aims to address the challenges of building reliable digital models for simulating the intubation 
procedure, ultimately increasing the success rate of intubation, and improving patient outcomes. With the HoloLens 2 
headset, an augmented reality system is developed to allow the overlay of intubation tools and internal airways on patients, 
providing real-time guidance during various interventional procedures. 

2. MATERIALS AND METHODS 
2.1 Phantom Models 

A pediatric manikin phantom was used in this study (Figure 1). The phantom was scanned with computer tomography (CT) 
at UT Southwestern Medical Center. We constructed the digital models of the phantom from CT images of the phantom. 
The scanned CT DICOM images are then loaded into 3D Slicer to generate the digital 3D models.  

 
Figure 1. The child manikin phantom used for the AR experiment.  The phantom model displays the head and 
neck regions and was scanned using computer tomography (CT) to acquire DICOM images of the phantom. 

After the DICOM images were loaded into 3D Slicer, the images are then cropped to remove unnecessary parts of the 
3D images, such as the bed and background. Segmentation features in 3D Slicer are applied to segment the bone and tissue 
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of the DICOM images (Figure 2). We first used the threshold tools of 3D Slicer to differentiate between bone and soft 
tissue components of the phantom. Contrasting colors such as red and blue were initially used to differentiate between the 
tissue and bone segments. After obtaining the threshold minimum and maximum range values, we adjusted the material 
color and transparency to adhere to realistic visual effects. The finalized segmentation in 3D Slicer with tissue and bone 
components were then exported and saved as OBJ files to ensure compatibility with the Unity software. The OBJ file 
format preserves the 3D geometry, material, and visualization of the 3D Slicer segment. 

 
Figure 2. The bone and software tissue in the head and neck CT images were segmented using 3D Slicer. The segmented 
tissues are visualized in 3D Slicer using realistic material colors and tissue transparency. 

2.2 Unity Platform and Mixed Reality Toolkit 
The Unity editor version 2020.3.28f1 was used in this project. The HoloLens compatibility features of this version are 
crucial for later app deployment in the final steps. The Windows Build Support IL2CPP and Universal Windows Platform 
Build Support were also used in the implementation. A Universal Windows Platform (UWP) build setting in Unity is also 
required for this project (Figure 3). The UWP allows for a created Unity project to be combined or published among other 
Windows devices, in our case, Microsoft HoloLens 2. The Architecture was set to ARM64, which is a CPU processor 
architecture compatible with HoloLens 2 specifically.  

    
Figure 3: Universal Windows Platform and the Mixed Reality Toolkit in the Unity environment. 

 

Mixed Reality Toolkit (MRTK version 2.8.3.0) works across multiple platforms and provides Microsoft features and 
components that support mixed reality (MR), virtual reality (VR), and AR app development in the Unity software. The 
Mixed Reality Feature Tool allows us to add and discover MRTK packages into creations. The required dependency that 
we validated and imported is the Mixed Reality Toolkit Standard Assets. The Unity OpenXR Plugin, eye gaze interaction, 
hand interaction, and motion control were used to permit user interactivity in the project development. The holographic 
remoting feature allows the visualization of 3D objects in the HoloLens prior to and without deployment for more efficient 
testing and troubleshooting of the Unity project.  
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The previously saved OBJ file from 3D Slicer is then imported into the Unity Project. Since our segmentation was 
saved and imported as an OBJ file, the tissue and bone subunits are automatically imported as children of the entire 
segmentation model. Certain MRTK components (box collider, constraint manager, object manipulator, and near 
interaction grabbable) were added to our segmented models for user interaction, intractability, and manipulation with the 
3D object in the holographic remoting player and app deployment (Figure 4). Those components allow the object to be 
moved, scaled, and rotated by one-handed or two-handed input from the user. The near interaction grabbable component 
allows the 3D object to sense and respond to hand input motions nearby.  
 

 
Figure 4: 3D segmented models in the Unity environment. The Mixed Reality Toolkit objects are imported under the Unity 
scene. The segmented bone and tissue components as well as other added components are shown to allow for user interaction and 
navigation. 

 

2.3 Holographic Remoting and Deployment to HoloLens 2 

To test our Unity project without final app deployment, the holographic remoting player was used to allow the user to view 
the 3D objects directly from the creation software Figure 5. The immersive view of the Unity project using holographic 
remoting supports user interaction qualities, such as object manipulation, movement, and rotation using hands. 

 
Figure 5. The use of the holographic remoting feature (left) and the HoloLens 2 view (right). 

Once the Unity scene has been finalized and checked with Holographic Remoting, the 3D model is deployed directly 
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to the nearby HoloLens 2 device with Visual Studio (2022 version). This action establishes that the final deployed HoloLens 
app opens as a 3D immersive experience rather than a 2D window screen. After the deployment was completed in Visual 
Studio, the Unity project appeared as an application on the HoloLens 2 device headset. An alternative method of deploying 
our Unity models onto HoloLens 2 is to create and install an app package with the same Visual Studio code from the 
previously saved builds folder. Our initial method of direct deployment was a time-consuming process which required 
manual repetition for each device during app deployment. The alternative process results in an identical app as the direct 
deployment method but is ultimately more efficient as it does not require the HoloLens 2 to be awake throughout the entire 
process. Similar to the direct deployment method explained previously, it is important to set the HoloLens and computer 
connected to the same Wi-Fi signal to allow for connection and communication between the devices. Once the deployment 
is successful, the finalized application can now be found under the HoloLens applications section. 

3. RESULTS  
Spatial mapping in HoloLens 2 is an automatic process that uses external cameras on the device to determine the shapes 
and locations of nearby surrounding structures (Figure 6). The process is also known as spatial awareness and results in 
wireframe lines consistent with figures in the real-world environment. This representation of the real-world environment 
helps avoid collision and assists in merging the virtual and real worlds. However, the repeating lines can often result in the 
obstruction of 3D models or figures that need to be clearly viewed. Also, the spatial mapping feature in HoloLens 2 
considerably slows down the AR system through the constant remapping of surroundings with each change in motion. As 
a result of such a problem, we were able to disable the spatial awareness system with the MixedRealityToolkit. Our resulting 
product is a HoloLens view with significantly reduced surrounding clutter and an increased headset speed. Alongside the 
improved scene clarity, these changes may also preserve the processing power of the HoloLens 2 headset and allow the 
device to focus on computational tasks that require more input. The final system was demonstrated in a phantom experiment 
(Figure 7) to showcase the feasibility of the augmented reality system for potential application in intubation guidance.  

 
Figure 6. The Unity project deployed to HoloLens 2 in an environment with (left) and without (right) spatial mapping. 

Figure 7. A demonstration of the AR system using a child manikin for potential applications in tracheal intubation procedures. 
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4. DISCUSSION AND CONCLUSION 
We developed an augmented reality system that can be potentially used to improve clinician interactions in tracheal 
intubation for difficult airway management. Additional future developments include the addition of user interaction features 
within the AR scene, allowing adjustments to the transparency or RGBT values of the 3D model. These creations can be 
done using a C# script component in the Unity scene setup and would improve physician flexibility when working with 
the AR system. A transparency slider would assist in observing overlaps between the virtual and real worlds. The addition 
of color-adjusting sliders within the interface provides the physicians with more option variety in visualizing the 3D 
segmented model. Currently, 3D Slicer is used to crop and segment CT images of the head and neck. Future development 
includes automatic segmentation in the Unity platform. The Mixed Reality Toolkit provides the necessary features and 
components for holographic remoting testing and ranged manipulation of the 3D object in an AR environment.  
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